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Chapter 1
General introduction
O utline
The work described in this thesis is concerned with the interplay between Physics and 
Biology. The Physics is confined in the photoacoustic technique applied to study trace 
emission of gases by, and here comes the Biology into play, fruits and insects. In particular, 
the following three topics have been studied:
•  The CO laser based spectrometer was further improved resulting in a fast instrum ent 
which is capable of measuring a wide range of biologically interesting gases at a (sub) 
ppb level. Absorption coefficients of various trace gases were determined and applied 
in a multicomponent analysis.
•  Modern storage technology often implies the use of low O2 levels to reduce respiration 
of the crop. Emission of fermentative metabolites by avocado has been monitored 
under such low O2 conditions. The fast response of the photoacoustic detector en­
abled one to gain better insights into the dynamics of the fermentation process under 
(post-)anaerobic and (post-) hypoxic conditions.
•  Respiration and water loss were also investigated for a variety of insects; ranging 
from the large Attacus pupae (5 g) to the tiny thrips (50 fig), the la tte r are so far 
the smallest insects of which the water loss has ever been measured. A SF6 wash-out 
technique was used to estim ate the tracheal volume of insects.
1.1 On the im portance of sensitive trace gas detection
In the 18th century Lavoisier and Laplace analyzed the breath from a guinea pig and 
dem onstrated the expiration of CO2 and consumption of O2 [12]. Over the last few decades 
people have realized th a t many more molecules are found in the exhaled air. Animals but 
also plants and humans were shown to produce ethylene, methane, nitric oxide, methanol, 
ethanol, and hundreds of other molecules [9, 10, 11]. Monitoring the emission of such 
molecules could provide insight into internal processes, although usually complementary 
measurements are needed to obtain a complete description of these processes. To study
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the emission of these molecules requires highly sensitive detectors due to the normally very 
low release rates.
One of the applications of trace gas analysis is th a t to fruit storage. Storage of horticul­
tural commodities extends the season of availability allowing a more diverse diet. Modern 
storage of crops started some eight decades ago with the pioneering research of Kidd and 
West, who applied modified ambient conditions, i.e., elevated CO2 and lowered O2 levels 
to reduce respiration and hence extend the storage period of the crop [7, 17]. Storage life 
times of certain crops have been drastically improved; for instance, some apple cultivars 
can be stored for a whole year without a substantial loss in firmness. At very low O2 
levels, the fruit s tart to ferment (i.e., breakdown of sugar to ethanol and a series of other, 
normally minor, compounds) [15]. It has been hypothesized th a t under optimum storage 
conditions respiration is suppressed as much as possible without the occurrence of fermen­
tation since the la tte r can lead to off-flavors and disorders [14]. However, even for a single 
cultivar these conditions are not fixed but depend for instance on climate and orchard, 
in addition they can also change during the storage period. To test if there is ongoing 
fermentation in the fruit, the volatiles formed during fermentation can be measured. In a 
so-called dynamically controlled system, these products are monitored on a regular basis 
and decisions are made whether or not storage conditions should be adjusted. In other 
words, the crop itself signals what are its optimum storage conditions [16].
Monitoring the emission of trace gases in insects can not only provide insight in in­
ternal processes but even behaviour can be calibrated after correlating gas emission data 
with the visual observations. For example, in cockroaches, grooming or stress leads to an 
altered emission pattern  as compared to their normal respiration pattern  during resting
[6]. However, care must be taken when interpreting such emission data  without simultane­
ous visible observations or other complementary measurements. To make this clear, ants 
continue after decapitation (i.e., cutting off the an ts’ head) their normal respiration period 
for many hours [8]. Trace gas emissions do not only reflect the ongoing processes inside 
the sample, but provide information how plants and animals communicate with each oth­
er. For example, plants being attacked by caterpillars can start to emit gases th a t a ttract 
predators like parasitic wasps [2, 18].
Although not investigated in this thesis, it is worthwhile to mention another highly 
interesting application of trace gas analysis. After Pauling et al. reported tha t exhaled hu­
man air contains as much as several hundred identified volatile organic compounds (VOCs) 
there has been a search for VOCs th a t could serve as marker of disease [11]. Progress in 
this field has been slow, mainly due to a lack of sensitive gas detectors [12]. However, 
new trace gas detectors have recently been developed while older techniques have been 
refined and, at present, a number of these detectors among which proton transfer mass 
spectrometry [9] and laser-based photoacoustics [5] is suited for (on-line) breath analysis. 
Measuring a combination of VOCs allowed one to distinguish between patients with and 
without lung cancer [13] while Harren and co-workers use ethylene as an early biomarker 
for damage of the human skin due to ultraviolet radiation [5].
It is im portant to stress tha t, unlike many other analytical techniques, trace gas de­
tection is a non-invasive technique. Therefore trace gas detection can open new ways to
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study and diagnose plants, animals, and humans without imposing stress on them.
1.2 The photoacoustic technique; from light absorption to  sound  
generation
Insight into the dynamics of biological processes can be obtained by using fast and highly 
sensitive trace gas detectors. In the research reported in this thesis, detectors operating 
on the principle of the photoacoustic effect have been used (see Fig 1.1).
F ig u re  1.1: Schematic view o f the photoacoustic technique: A  chopper modulates a light 
beam incident on a gas sample. I f  the emission wavelength coincides with an absorption 
o f the sample, sound will be produced and its amplitude is recorded by a microphone.
The amplitude o f the recorded signal is proportional to the concentration of absorbing 
molecules.
A gaseous sample is confined within an absorption cell, the shape resembles th a t of an 
organ pipe. W hen the sample is exposed to infrared radiation, some fraction of the light 
will be absorbed if the frequency of the radiation matches a ro-vibrational transition of 
the trace gas molecules under study. By collisions with other molecules the vibrational 
energy is converted to translational energy causing the tem perature of the gas to increase. 
On-off switching of the light source (chopper) produces an alternating tem perature and 
hence pressure in the gas sample. Such an alternating pressure (acoustical wave) can 
be transformed into electrical signals by means of a microphone. The amplitude of the 
electrical signal thus produced is a measure for the concentration of absorbing molecules. 
Note th a t the generated sound can even be heard by the human ear in case a strong 
radiation source is used in combination with a high concentration of strongly absorbing 
molecules. However, when detecting low trace gas concentrations the generated sound is 
very feeble (typically induced pressure changes are on the order of 10_4 Pa). Therefore,
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sensitive lock-in techniques are required to amplify the signal and suppress parasitic signals 
generated by the surrounding.
The most appropriate wavelength region for sensitive trace gas analysis is th a t between
2.5 and 25 ¡im (the so-called fingerprint region), since it includes fundamental ro-vibrational 
bands of molecules [1]. The PA signal is proportional to the light intensity and hence pow­
erful light sources are required to detect low gas concentrations while frequency tunability 
is necessary to obtain selectivity. Excluding the recently developed O PO ’s and quantum  
cascade lasers, there has been a general lack of intense and continuously tunable light 
sources in the mid-infrared. Line-tunable gas lasers represent a good alternative due to 
their yet unparalleled high output power, frequency stability, and simple operation. For 
this thesis powerful CO and CO2 lasers have been used as radiation source in a photoacous­
tic (PA) spectrometer. A CO2 laser based PA spectrometer can detect minute amounts of 
ethylene (plant hormone) and the tracer gas SF6 [4, 3]. The CO laser can operate in two 
wavelength regions (2.8-4.1 and 5.1-8.0 im ); where many molecules of biological interest 
including aldehydes, ketones, and alcohols show strong absorptions. The CO laser is a 
suitable radiation source for multi-component analysis due to its wide emission range.
1.3 O utline o f the thesis
Chapter 2 gives a description of the photoacoustic detector th a t is used in Chapters 4 and 
5. W ith this set-up, various trace gases of biological relevance are measured and their ab­
sorption coefficients determined. For H2O and CO2 the obtained absorption coefficients are 
compared with literature data. The absorption coefficients were used in a multi-component 
analysis of Conference pears kept under anaerobic conditions.
In Chapter 3 a novel photoacoustic detector based on a modified design of the CO laser 
is presented. The laser can operate both  in the A v=1 and A v= 2  mode (5.1-8.0 and 2.8-4.1 
im , respectively) on about 400 laser lines. A newly designed grating holder allows easy 
switching between the two modes. A number of applications are described, indicating the 
versatility of this detector.
Chapter 4 describes trace gas emission from avocado fruit during anaerobic and post- 
anaerobic conditions. Simultaneous recordings of CO2, ethanol, acetaldehyde, and ethylene 
are shown. Next to the post-anaerobic effect also the post-hypoxic effect is investigated.
Chapter 5 deals with water loss recordings from the tiny thrips (weight 50 ig ) , a 
serious worldwide pest. The H2O loss of a single thrips could be recorded. As a potential 
insecticide the effect of elevated CO2 levels was tested.
An estimate of the tracheal volume of insects (pupae from Attacus atlas and adult 
American cockroaches Periplaneta americana) is obtained using a novel SF6 wash-out 
technique (Chapter 6 ). The respiration pattern  of the insect is recorded in detail from both 
CO2 and SF6 release. Furthermore, length changes of Attacus atlas pupae are monitored 
using an infrared reflection sensor. The high sensitivity of the detector for SF6 (5 ppt) 
opens new ways for studying respiration in even smallest insect species.
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Chapter 2
CO laser absorption  coefficients for gases o f biological 
relevance: H 2O, CO 2, ethanol, acetaldehyde, and  
ethylene.
A bstract
The pressure broadened spectra of gaseous water, carbon dioxide, ethylene, ethanol, and 
acetaldehyde were recorded using a photoacoustic spectrometer based on a liquid nitrogen- 
cooled CO laser. From this, absorption coefficients were determined and the results ob­
tained for CO2 and H2O were compared with data from the H itran database. Finally, the 
measured spectra were used in a multicomponent analysis of trace gases released by pears 
(Pyrus communis, cultivar Conference).
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2.1 Introduction
Studies of trace amounts of volatile compounds released by biological samples may provide 
better insight into physiological processes occurring inside the tissue. Gas chromatography 
(GC), sometimes in combination with mass spectrometry, is widely used for this purpose. 
For some applications, however, GC has drawbacks such as limited sensitivity and a low 
time resolution. Preconcentration of gases em itted from the biological tissue, needed to 
overcome the limited sensitivity, lowers the time resolution and may also disturb the pro­
cesses within the sample. Infrared laser-based photoacoustic (PA) detection, owing to its 
higher sensitivity, is an alternative for such applications, especially when dealing with small 
molecules [8].
The PA effect, discovered and described by Bell in 1880 [2], basically involves the 
conversion of light into acoustic waves. The intensity of the generated sound is proportional 
to the concentration of absorbing trace molecules. Kerr and Atwood performed the first 
trace gas analysis using laser PA detection in 1968 [13]. From th a t date, PA detection has 
proven a very sensitive m ethod with applications in different fields. One example of trace 
gas analysis is the CO2 laser-based PA detection of ethylene released by a single Orchid 
flower; an impressive detection limit of 20 ppt (20 parts in 1012 volume) was achieved [11].
The PA signal is proportional to the intensity of the incident laser beam and, therefore, 
high power sources, such as CO2 lasers (A =  9-11 ¡im, intracavity power up to 100 W att) or 
CO lasers (A =  5-8 ¡im, intracavity power up to 30 W att), are required for sensitive trace 
gas detection [16]. Here we focus on the use of a CO laser; owing to its wide tuning range 
this laser is better suited for multicomponent analysis than  the CO2 laser [3]. Absorption 
of water vapor in the wavelength region of the CO laser causes interferences in particular 
when the analyte gas is present in relatively small amounts. In order to obtain reliable 
measurements, the concentration of water vapor in the incoming flow must be reduced; 
e.g., by leading the gas flow through a chemical scrubber or over a cold surface.
To conduct multicomponent analysis, absorption coefficients of the gases under in­
vestigation need to be accurately known. Biological trace gas experiments are normally 
performed in a mixture of O2 (between 0 and 21%) and N2 as carrier gas; therefore the 
measurement of the absorption coefficients was carried out in air and N2 with, typically, 
a few hundred ppm of the species diluted in the carrier gas. W hen using this approach, 
one encounters several complications. Firstly, oxygen has its first vibrational level at 1554 
cm-1 . Trace gases with a near resonant vibrational level can transfer their vibrational ener­
gy to slowly relaxing oxygen, forming a buffer of vibrational energy and leading to a lower 
in-phase PA signal [5]. Secondly, pressure shifting and pressure broadening coefficients for 
water vapor absorption lines in air and nitrogen are different [26, 29, 10].
This contribution is concerned with measurement of absorption coefficients for H2O, 
CO2, ethylene (C2H4), ethanol (C2H5OH) and acetaldehyde (CH3CHO) at CO laser fre­
quencies. As such the information obtained can be regarded as contribution to the currently 
available bulk of data mainly because:
• W ith exception of water and nitric oxide, only a very limited number of publications 
deal with measurement of absorption coefficients in the CO wavelength region;
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•  Most of the data  were obtained with CO lasers operating at relatively high tem ­
peratures causing only lines with a high rotational quantum  number J  to lase [3]. 
Operation at these lines is difficult, or even impossible with a liquid nitrogen cooled 
CO laser where mainly low J  -lines are accessible [9, 25, 17];
•  Published absorption spectra are usually obtained at a to tal sample pressure below 1 
bar [9], whereas in practice measurements are commonly carried out at atmospheric 
pressures; pressure broadening can lead to significantly different results.
The absorption coefficients determined here were used in a multicomponent analysis 
of C2H4, CH3CH2OH, and CH3CHO released by pears (Pyrus communis, cultivar Confer­
ence) under anaerobic conditions. Under aerobic conditions, the fruit obtaines its energy 
by respiration, i.e., the stepwise oxidation of sugars to form H2O and CO2 as end products. 
In order to prolong the storage period of harvested products, respiration is commonly re­
duced by exposure to elevated CO2 and reduced O2 levels and tem perature [23]. Currently, 
40-50% of the Dutch pear harvest is stored under such Controlled Atmosphere (CA) condi­
tions. The production of ethylene, a gaseous plant hormone th a t stimulates fruit ripening, 
also decreases at low O2 levels [1]. At very low O2 levels, however, an alternative m etabol­
ic process -  alcoholic fermentation -  takes place to provide the energy required by the 
fruit. During the fermentation process ethanol and its precursor acetaldehyde are being 
formed, which can be monitored by means of the CO laser based PA detector. Monitoring 
the emission of acetaldehyde, which is about 15 times more volatile than  ethanol under 
ambient conditions [30], yields information on the dynamics of alcoholic fermentation.
2.2 E xperim ental
Figure 2.1 shows the experimental set-up (dimensions 3.5 x 0.5 x 0.6 meter); which was 
thoroughly described elsewhere [6]. Here we restrict ourselves only to the most im portant 
features of the apparatus and new developments.
2.2.1 P A  cells
Three longitudinally resonant PA cells were mounted sequentially inside the laser cavity 
to enable three samples to be analyzed simultaneously [5, 4]. A very sensitive condenser 
microphone (1 V /P a, Bruel & Kjaer 4179) is mounted in one of the cells; however the 
large membrane of this microphone influences strongly the resonance frequency of this cell. 
Less sensitive electret microphones (22 m V /Pa, Knowless EK 3024) with a much smaller 
membrane are used in the other two cells. To match the resonance frequency for all three 
PA cells, the resonator length of the cell containing the sensitive microphone (total length 
138 mm) was 8 mm shorter than  th a t of the two other cells. W ith the cell filled with 1 
atmosphere nitrogen the resonance frequency is about 1130 Hz. A tem perature control unit 
keeps the tem perature of each PA cell slightly above ambient, compensating for any addi­
tional differences in resonance frequency. Buffer volumes suppress the PA signal generated 
by absorption of laser radiation at Brewster windows. For optimal suppression, the length
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Figure 2.1: CO laser-based photoacoustic spectrometer.
1, grating; 2, pyroelectric detector; 3, triple photoacoustic cell; 4, liquid nitrogen cooled 
CO laser; 5, 100% reflecting mirror; 6, chopper; 7, sample in cuvette; 8, KOH scrubber; 
9, Nafion gas sample dryer; 10, cold trap; 11, detail showing cold trap plates
of the buffers is half the resonator length. Two acoustical notch filters inserted into the gas 
inlet suppress acoustical noise from the surrounding laboratory. This results in a low back­
ground signal in the PA cell and a high sensitivity of approximately 2-103 Pa-cm/W . The 
output signal of each microphone is fed into a lock-in amplifier with an integration time of 
typically 0.3 s. The phase of the PA signal is a measure for the vibrational-translational 
(V-T) relaxation time of the sample in a gas mixture; this relaxation time must be much 
shorter than  the inverse of the modulation frequency (typically 0.9 ms) to avoid substantial 
phase lag between laser beam modulation and PA signal.
2 .2 .2  C O  laser
The CO laser used here is similar to the design proposed by U rban’s group at the Uni­
versity of Bonn [27]. Biologically im portant gases such as ethanol and ethylene absorb 
strongly around 7 ^m , and therefore a CO laser operating at a low tem perature is pre­
ferred for our experiments. This was achieved by using a 1.3 m long laser tube provided
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with a cooling jacket (a liquid nitrogen bath). However, the rotational tem perature in a 
discharge is almost 100 K higher [20], (as derived from the J -dependency of the laser 
intensity), thereby decreasing the gain. The CO laser can be tuned over about 250 laser 
lines, yielding a single line emission between 5 and 7.9 ^m , by tilting the grating with a 
stepper motor (Oriel 18512). Multiple line emission occurs only where different vibrational 
bands overlap, giving rise to less reliable measurements. The laser power is measured with 
a pyroelectric detector at the zero-order reflection of the grating. The intracavity laser 
power was then calculated by multiplying the signal from the pyroelectric detector by a 
frequency-dependent correction factor. This la tte r was derived by comparing the intensities 
of light coupled out at zeroth-order and at the outcoupling mirror with known frequency 
dependent transmission charecteristics [6].
2 .2 .3  C o ld  t r a p
W ater absorbs strongly over almost the entire wavelength region of the CO laser and 
is always present in relatively large amounts. Many water scrubbers are commercially 
available; however, most of them  to some extent also trap  the analyte gas under study. The 
Nafion gas sample dryer (Perma Pure Inc., Model MD-050), operated in combination with 
a cold trap  in the multicomponent experiments, removes water very efficiently. However, 
care should be exercised because ethanol, one of the detected trace gases, shows a tendency 
for sticking to the Nafion membrane (see Appendix 2.8).
The newly designed three-level cold trap  reduces the effect of spectral interference and 
increases the selectivity by trapping water and possibly other interfering volatiles. The 
cold trap  consists of a D uran™  Dewar and four sets of double plates made of aluminium 
and stainless steel (see Figure 2.1). Copper wires connected to the lowest level trap  are 
immersed in liquid nitrogen at the bottom  of the Dewar flask. Additional copper wires, 
interconnecting different levels of the trap , reduce the tem perature of other levels. The 
incoming gas flow is first led to the upper level containing nine banana shaped holes en­
closing the tubes with a relatively large inner diameter. This level is kept at a tem perature 
of about -10 °C to freeze out m ajor part of water vapor thus preventing early obstruction 
of thin tubes at lower levels. Each of the outlet tubes at the upper level is connected to 
one of the three lower stages. The upper plate of each stage encloses th in  tubes with an 
inner diameter of 0.1 mm in a long coil-shaped hole milled in the plate for optimal heat 
exchange (see detail in Figure 2.1). The plates are tem perature controlled by a sensor 
and heater mounted on these plates. For the moderate flows (up to 5 l/h ) used in the 
experiments, the gas mixture in the tubes is at nearly the same tem perature as the plates 
themselves. The tem peratures of the lower, middle and upper levels, usually set to -170, 
-120, and -65 °C, are stable within 0.5, 0 .2 , and 0.2  °C, respectively, as measured locally 
by the tem perature sensors. The cold trap  is automatically refilled approximately every 2
h. Filling from below by a funnel prevents large tem perature fluctuations at upper traps 
by the incoming liquid nitrogen.
The lowest level trap  can be used for detection of, e.g., ethylene and ethane, separating 
them  from other gases such as water, ethanol, and acetaldehyde. Many other gases have 
vapor pressures below the ppb level at this tem perature thus allowing a precise concentra­
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tion measurement. The -120 °C level trap  is used for measurements of acetaldehyde and 
CO2, while the -65 °C trap  must be utilized in series of ethanol measurements. Therefore, 
ethanol concentration measurements generally possess a rather high uncertainty due to a 
large interference with other gases at such relatively high tem perature (especially water, 
w ith a vapor pressure of around 5 ppm at -65 °C).
2.3 M ulticom ponent analysis
The PA trace gas detector is fully computer controlled and capable of measuring several 
gases quasi-simultaneously, i.e., within a time span of several minutes. The PA signal on 
a single laser line is the sum of the contributions of each constituent gas (that absorbs at 
this laser line) and a background signal, which is mainly due to heating of windows and 
absorption of laser radiation by the resonator wall. To calculate the concentrations of n 
absorbing trace gases, it is necessary to record the amplitude of the PA signal (in case of 
fast relaxing gas mixtures phase information can be omitted) on N laser lines, with N > 
n+1. The PA signal Si on line i (in V) is given by
n
Si =  F  - Pi - [bi +  J ]  C jaij] (2 .1)
j=i
where F is the cell constant (in cm V/W ); Cj is the partial pressure of gas j (in atm); a ij 
is the absorption coefficient of gas j on line i (in a tm - 1-cm-1); bi is the background signal 
on line i (in cm-1 ); and P i is the intracavity laser power (in W). In the ideal case, there 
is a unique solution to this set of linear equations. In practice, however, there do exist 
sources of errors such as acoustical noise (im portant for very low PA signals), absorption 
of remaining trace gases not taken into account in the calculation, errors in the absorption 
coefficients and possibly strongly varying concentrations during a measurement cycle. If 
not all constituents in the gas mixture are known a complete spectrum  must be recorded, 
revealing all absorbing constituents.
In fact, the PA signal is a vector quantity containing phase and amplitude information. 
However, since nearly all experiments were performed in rapidly relaxing gas mixtures (low 
O2 and high H2O vapor), the phase of the signal was fairly constant (and thus contained 
little information). Therefore, the applied algorithm to calculate the concentration of each 
compound [6 , 18] based on equation 2.1 is adequate for our purposes. In general, an 
overdetermined (N > n+1) set of equations is preferred to reduce the error in calculated 
concentrations. However, for rapidly varying concentrations, the measuring time per cycle 
should be as short as possible. In this case, it is better to reduce the number of laser lines 
since it takes up to 1 minute to sample the PA signal on each laser line and move the 
grating with the stepper motor to the next laser line.
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2.4 D eterm ination  o f absorption coefficients
2.4.1 E x p e r im e n ta l  c o n d itio n s
The PA spectra of H2O, CO2, ethanol, acetaldehyde, and ethylene gases and the back­
ground PA signal were recorded by scanning the laser over all emission lines at a PA cell 
tem perature of 298-300 K and a pressure slightly above atmospheric. Each spectrum  was 
recorded several times (typically five), and average values for absorption coefficients (with 
their standard deviations) were determined at each laser line.
The absorption coefficients of H2O were determined first; the strong v2 bending mode 
of H2O is centred at 1595 cm-1 . W ater contributes significantly to the PA signal due to 
this strong absorption, even if the coldest level of the trap  is being operated. This is partly 
due to a slow release of the highly polar water molecules th a t have formed molecular layers 
on the resonator walls and tubing. The relative H2O absorption coefficients were deter­
mined by flowing the carrier gas through the cold trap  set at a relatively high tem perature, 
providing a water concentration of about 1000 ppm. However, this approach resulted in 
reduced intracavity laser power levels at frequencies corresponding to strong water absorp­
tion. Therefore, measurements at a lower water concentration of about 10 ppm  were used 
for those laser lines. A constant background signal was consistently subtracted from the 
measured data. Absolute values for the absorption coefficients were obtained by scaling 
the data to the values obtained from the H itran 1996 database [12] using a least squares 
fit on 160 data points (R =  0.995).
CO2 possesses a medium absorption (3 v2 band) at 1932 cm -1  and a weaker absorption 
band around 1400 cm-1 . The highest CO2 absorption coefficient is approximately 1000 
times smaller than  th a t of the other gases and therefore a much higher concentration was 
used. A mixture of 1.56% CO2 in the carrier gas was produced on-line using electronic 
mass flow controllers (Brooks 5850, Veenendaal, the Netherlands). Scaling our values to 
the absorption coefficients from the H itran 1996 database (where available) using a least- 
squares fit on 36 data points (R =  0.992) yielded absolute values.
Ethanol shows a strongly absorbing in-plane OH-bending mode around 1400 cm -1  and 
a weaker absorption around 1900 cm-1 . Acetaldehyde possesses a very strong absorption 
band due to the v4 C=O  stretching mode centred at 1774 cm -1  and exhibits in addition few 
weaker absorptions between 1400 and 1500 cm -1  [28]. Relative absorption coefficients for 
ethanol and acetaldehyde were determined by applying a constant flow of carrier gas (air or 
nitrogen) through a small glass container containing a smaller bottle with the liquid sample. 
A number of small needles in the cap of the inner bottle act as diffusion channels to control 
the concentration of the sample. The measurement was initiated when the concentration 
(typically a few hundred ppm) in the flow was constant. Since ethanol absorbs very weakly 
between 1600 and 1800 cm-1 , a higher ethanol concentration was used in this wavelength 
region to obtain reliable absorption coefficients here, too.
Ethylene possesses a strong absorption band due to the v12 scissor mode centred at 
1444 cm -1  and in addition a slightly weaker absorption near 1889 cm -1  due to the v7 +  
v8 combination band [15]. The absorption coefficients for ethylene were determined by 
mixing gaseous ethylene with the carrier gas to a concentration of a few hundred ppm
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using electronic mass flow controllers.
A scan over all 223 laser lines (only 202 laser lines are included in Table 2 .2) takes 
about one hour. During the first few hours, the water concentration decreases rapidly, 
which is associated with cells becoming drier owing to the cold trap. For this reason, the 
first two or three scans were always rejected. The relative absorption coefficients were 
corrected by subtracting both the background signal and the contribution of water vapor 
from the PA spectra.
In order to obtain absolute values for absorption coefficients of selected trace gases, the 
PA cell response was first calibrated using a mixture containing a known concentration 
of CO2 in nitrogen and by scaling the data to the CO2 absorption coefficients from the 
H itran 1996 database. The H2O and CO2 absorption coefficients were calculated from 
the database by taking into account homogeneous pressure broadening using a Lorentzian 
lineshape function. Subsequently, at specific laser lines the PA signal generated by a 
certified gas mixture of ethanol (Scott Specialty Gases, 50.9 ±  5% ppm  in nitrogen) and 
ethylene (Praxair, 1.04 ppm  in nitrogen) was recorded. The calibrated PA cell response 
allows a direct determ ination of absolute absorption coefficients because the concentration 
of trace gases is known. Absolute absorption coefficients for acetaldehyde were determined 
in a similar manner, however instead of a certified mixture, an injection of a known amount 
of vapor into a nitrogen flow was used to obtain an absolute calibration.
2.4.2 E x p e r im e n ta l  re su lts
The absorption coefficients for H2O, CO2, ethanol, acetaldehyde and ethylene gases are 
tabulated in Table 2.2 including the standard deviation (see appendix). The calculated 
absorption coefficients of H2O and CO2 from the H itran 1996 database are also shown in 
Table 2.2.
The H2O measurements are in reasonable agreement with the H itran data  except for a 
region below 1400 cm -1  and for the case of overlapping vibrational CO bands (see Table 2.2 
and Figure 2 .2). After rejection of low-power laser lines and those showing multiple-line 
emission (leaving 168 laser lines), 67% of the measured absorption coefficients are within 
20% of the values as calculated from the H itran database. Below 1400 cm -1  deviations are 
partly due to the relatively low laser output power and a systematic error in the laser power. 
This error in the laser power is due to inaccuracy in the frequency-dependent ratio of the 
zero-order reflection of the grating and the intracavity laser power, which itself is difficult 
to determine precisely in the low-power region. In the case of overlapping vibrational CO 
bands, the CO laser can operate on two laser lines. Hence, the PA signal is the sum of 
individual PA signals on each laser line (the ratio of these two signals depends actually on 
the operating conditions of the CO laser). As an example, a discrepancy is observed when 
comparing measured H2O absorption coefficients on v14j13 * (1732.85254 cm-1) and v15j6 
(1733.28711 cm-1) and the calculated values in Table 2.2. Figure 2.2 shows clearly in case 
of overlapping vibrational bands th a t calculated and experimentally obtained values can 
deviate substantially.
*v=15 ^  14, j=12 ^  13
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Hitran database
Figure 2.2: Measured absorption coefficients for water vapor plotted against the values 
obtained from the Hitran database. (•) laser lines between 1400 and 2000 cm-1; (A) 
nearly coinciding laser lines between 1400 and 2000 cm-1 in case of overlapping vibrational 
bands; and (♦) laser lines between 1300 and 1400 cm-1 .
Figure 2.3 shows the CO2 absorption coefficients and data from the H itran database 
between 1845 and 1975 cm-1 . Between 1425 and 1810 cm -1  no data are available in 
the H itran database. The CO2 absorption is very weak outside this wavelength region 
except for the small absorption around 1400 cm-1 . Measured CO2 absorption coefficients 
in the region between 1845 and 1975 cm -1  are in reasonable agreement with those from 
the H itran database; 6 8% of the 39 measured absorption coefficients are within 20% of the 
values calculated from the H itran database. On many laser lines, the PA signal generated 
by CO2 is even smaller than  the background signal, precluding a reliable determination 
of the absorption coefficient at these laser lines. Due to weak absorption by CO2, a high 
concentration had to be used requiring the cold trap  to be operated at a relatively high 
tem perature. As this approach has resulted in a relatively high concentration of water in 
the flowing sample, no better agreement was expected. Improvement is anticipated if a 
chemical scrubber (such as P 2O5) is used, th a t reduces the water concentration to a few 
ppm (while allowing simultaneously for high CO2 concentration).
To our knowledge, in this spectral range literature data  for ethanol, acetaldehyde, 
and ethylene (see Figures 2.4, 2.5, and 2.6) are lacking, and hence no comparison of 
the absorption coefficients obtained here could be made. In the analysis of the data, 
three im portant error sources are readily recognized. First, subtraction of the PA signal 
generated by water vapor introduces errors, in particular for trace molecules exhibiting 
weak absorption on a laser line at which absorption of water vapor is high. Similarly, trace 
gases requiring a relatively high operation tem perature of the cold trap  give rise to stronger 
interference. Examples of the la tter are ethanol and CO2 absorption coefficients, which 
show larger standard deviations. Second, in the case of overlapping vibrational CO bands,
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Figure 2.3: Comparison between the PA spectrum (•) and the calculated Hitran infrared 
spectrum (n) for CO2 gas between 1845 and 1975 cm-1 . Error bars refer to one standard 
deviation of the data. Missing error implies that the latter is smaller than the symbol 
size.
the laser may show multiple-line emission, with the resulting PA signal being the sum of PA 
signals obtained at each laser line (see Figure 2.2). Finally, in case of weak absorptions the 
background signal becomes im portant, because the m agnitude of the PA signal generated 
by the trace molecules becomes comparable to the background signal. In the presence of 
such relatively large background signals, the values of the absorption coefficients show a 
large uncertainty.
As compared to situations where nitrogen is used as carrier gas, the results for trace gas 
mixtures in air were similar. A phase lag (up to 45 °) occurred in samples with a low water 
content (water accelerates vibrational relaxation) indicating th a t relaxation properties of 
the gas mixture have changed. Facing a similar problem working with CO2-N 2 gas mixtures 
using a CO2 laser-based PA detector, Moeckli et al. applied a different algorithm taking 
into account phase information and vibrational relaxation times of the gas mixture [19]. 
The same algorithm can be applied here for gas mixtures containing O2, although this 
approach would require accurate knowledge of the appropriate relaxation times.
2.5 M onitoring th e em ission o f trace gases released by Confer­
ence pears
The PA detector was used to study emission of trace gases em itted by Conference pears 
exposed to a flow of pure nitrogen; low emission rates of volatiles require the use of such a 
detection scheme. Prior to the experiment, the pears were kept in large containers under 
normal storage conditions (2% O2 and 0% CO2) for nine months.
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Figure 2.4: The PA spectrum of ethanol; error bars refer to one standard deviation of 
the data. Missing error implies that the latter is smaller than the symbol size.
Figure 2.5: The PA spectrum of acetaldehyde; error bars refer to one standard deviation 
of the data. Missing error implies that the latter is smaller than the symbol size.
Ethylene, H2O, ethanol, and acetaldehyde were analyzed (interference of other gases is 
expected to be small) by tuning the laser to six emission lines, marked by an asterisk (*) in 
Table 2.2. This selection of laser lines is based on factors such as laser power, absorption 
strength, and interferences. The la tter can be quantitatively described in terms of cross­
sensitivities as proposed by Meyer and Sigrist [18]. Cross sensitivities Q^ were computed 
for four laser lines at which absorptions are maximal (see Table 2.1). Most off-diagonal 
elements in Table 2.1 are relatively small, indicating a low degree of m utual interference.
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Figure 2.6: The PA spectrum of ethylene; error bars refer to one standard deviation of 
the data. Missing error implies that the latter is smaller than the symbol size.
The interference of ethylene and ethanol (Q21) and tha t of acetaldehyde with all other 
trace gases (see last column) form an exception.
Table 2.1: Cross sensitivities for four laser lines used in the multicomponent analysis of 
trace gases released by Conference pears.
Qij
laser line U .H C2H5 OH C2H4 H2O CH3CHO
v28j8 C2H5OH 1 0.083 0.002 0.67
v26j11 C2H4 0.94 1 0.009 1.6
v19j11 H2 O 0.13 0.0005 1 0.75
v13j11 CH3CHO 0.0038 0.00038 0.0001 1
A KOH scrubber was capable of removing CO2 from the flow. To avoid early ob­
struction of the cold trap, sample flow was dried by means of a Nafion gas sample dryer 
(see Figure 2 .1). A fraction of the flow was led to the cold trap  level kept at -70 °C (for 
ethanol measurements), while the remaining part was directed to the -120 °C level to detect 
acetaldehyde and ethylene.
A typical result obtained for a single pear (weight of 175 g) is shown in Figure 2.7. 
At t=  0 h, the pear was placed in a cuvette at 0 °C exposed to a nitrogen flow. The 
ethylene production rate shows a high peak at the start of the measurement; this is as­
cribed to diffusion of ethylene from the pear. Ethylene is not produced under anaerobic 
conditions, because O2 is required for the ethylene biosynthesis [1]. The production rate of 
acetaldehyde shows a two-hour delay; after th a t it increases during the next 8 hours. Such
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a pattern  of acetaldehyde production during the onset of fermentation is typical and has 
been previously observed for tom ato [6] and bell pepper [21]. After reaching a maximum, 
the production rate declines slightly for almost 12 hours at a rate of 0.80 ±  0.02  n l/h 2.
Time (hours)
Figure 2.7: Emission of acetaldehyde (♦), ethanol (◦), and ethylene (-) from a single 
pear (weight 175 g) under anaerobic conditions. The emission of ethylene is shown only 
for the first three hours.
Initially an artificial peak is observed in the ethanol production rate. This is due to 
ethylene interference as both ethanol and ethylene exhibit strongest absorption in the very 
same wavelength regions (see Table 2.1 and Figures 2.4 and 2.6). After placing the pear 
in the cuvette the ethanol production rate shows a delay of approximately 5 hours. Subse­
quently, the ethanol release increases linearly with time (at a rate of 8.5 ±  0.2 n l/h 2) during 
the entire experiment. One reason for the observed delay in the onset of fermentation is a 
depletion of internal O2 [21]. Furthermore, at a flow rate of 4 l /h  it takes more than  1 h 
for the O2 concentration within the cuvette to drop below 0.5%. It is known th a t at this 
O2 level, the ratio of CO2 release to O2 uptake is around 2 indicating th a t respiration and 
fermentation rates are comparable [24]. The acetaldehyde and ethanol production rates 
are extremely low above this O2 concentration, whereas they increase steeply below this 
concentration [23]. In similar experiments a cuvette was flushed with a nitrogen flow of 5 
l/m  for 1 min, reducing the onset of fermentation from 2 to 1 h. Measurements of internal 
O2 are planned to determine the time period needed to establish anoxia within the pear 
after switching to anaerobic conditions [21].
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2.6 C onclusions
The absorption coefficients of water vapor, carbon dioxide, ethylene, ethanol, and acetalde­
hyde at CO laser frequencies have been determined using a CO laser-based PA spectrome­
ter. Measured relative absorption coefficients for CO2 and H2O agree reasonably well with 
data  in the H itran database. For laser lines showing multiple emission or having an intra­
cavity power below about 0.3 W att, agreement is less favourable. Comparison of calculated 
and measured H2O absorption coefficients shows the presence of a systematic error in the 
long wavelength region. Most likely this result is caused by the inaccurate determ ination of 
the frequency dependent ratio of the zero order reflection and the intracavity laser power. 
However, with the present data it will be possible to correct this ratio on the basis of the 
observed and calculated H2O absorption coefficients.
Measured spectra were used in a simultaneous multicomponent analysis of trace gas­
es released by Conference pears. A three-level cold trap  made it possible to detect four 
trace gases at ppb concentration levels (and sub-ppb acetaldehyde). PA detectors based 
on liquid nitrogen-cooled CO lasers are relatively large and therefore not appropriate for 
field measurements (e.g., a fruit storage room). Recently, small high power solid-state light 
sources have been developed and applied in PA experiments; e.g., Paldus and co-workers 
used a continuous wave (cw) quantum-cascade laser detecting ammonia and water vapor
[22] while Kühnemann et. al. measured ethane, methane, and ethylene using a cw optical 
param etric oscillator [14]. Feher and co-workers used a near-infrared laser diode attaining 
a sensitivity of 8 ppb for ammonia [7]. In the near future, detection limits of these systems 
may become comparable to those of gas laser-based PA detectors, making them  perfectly 
suited for field measurements.
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2.8 A ppendix: Side effects o f scrubbers
A gas mixture which is passed over a sample contains already a number of infrared absorb­
ing gases like H2O, CH4, N2O, and CO2. Furthermore, the sample can release, in addition 
to the trace gas(es) of interest, a whole variety of other infrared absorbing trace gases. 
To achieve the most reliable detection of the trace gas of interest, spectral interference by 
these other compounds must be reduced by choosing the appropriate laser lines. However, 
in most cases some interference remains and lowering the concentration of interfering com­
pounds can be the only solution. We apply (a combination of) four techniques to reduce 
the concentration of interfering compounds:
•  A cold trap  reduces the concentration of molecules with a partial pressure above their 
vapour pressure at the cold trap  tem perature [3].
•  Catalytic oxidizers oxidise hydrocarbons in the presence of O2 and a catalyst (in our
case platinum  on Al2O3) giving H2O and CO2 as end products [1]. The catalytic 
oxidizer operates at a tem perature of about 400 °C.
•  Scrubbers, normally in the form of powder or pellets, bind or react with the interfering 
compound.
•  The Nafion® gas sample dryer removes H2O vapour using a selective H2O permeable 
co-polymer [7].
The two la tter techniques will be described in more detail; in particular the effect of 
both techniques on the ethanol level in the sample flow.
2.8.1 C O 2 s c ru b b e rs
CO2 absorbs very weakly in the CO (Av=1) laser wavelength region; the strongest ab­
sorption is about 1000 times weaker than  th a t of many other trace gases [3]. However, 
biological samples release CO2 in much higher quantities than  other compounds (except 
H2O). In addition, in crop storage experiments elevated CO2 levels (up to 10%) are often 
used to reduce the respiration of the crop. CO2 can be removed very efficiently using 
chemical scrubbers such as soda lime or KOH. W hen soda lime (calcium hydroxide) is put 
in contact with CO2, a strong, exothermic reaction takes place in which CO2 binds to the 
soda lime pellets (forming H2O and calcium carbonate, i.e., limestone). A pH-sensitive 
color indicator (e.g., ethyl violet) changes color as CO2 reacts with the soda lime pellets
[6]. However, ethanol molecules adsorb at the soda lime pellets giving a lower ethanol level 
and slow time response (data not shown).
After hydration, the surface of KOH pellets (potassium hydroxide) is dissolved, giving 
K+ and OH_ . In contrast to soda lime, KOH does not trap  ethanol from a gas flow. 
However, at elevated CO2 levels, KOH starts to bind ethanol and already at 0.5% CO2 
a strong decrease in ethanol concentration is observed. At high CO2 levels virtually all 
ethanol is removed as can be seen in Figure 2.8 [2].
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Figure 2.8: A gas flow containing ethanol is passed through a KOH scrubber. A t the 
time indicated by the arrow, 3.8% CO2 was added to the gas flow, leading to an instant 
reduction in ethanol level in the gas flow as part of the ethanol is trapped by KOH [2].
However, due to an improved determ ination of the ethanol and CO2 absorption coeffi­
cients it became possible to use high CO2 levels without affecting the calculated ethanol 
concentration (see Figure 2.9). Therefore, the CO laser-based spectrometer can also be 
used as a CO2 detector with a large dynamic range (from the ppm  level up to 10%).
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Figure 2.9: In a N2 flow containing 50 ppm ethanol (◦), addition of 7% CO2 (■) (at t=
0.5 h) does not affect the calculated ethanol level. The resonance frequency of the PA cell 
is lowered by adding CO2 since the velocity of sound in CO2 (267 m /s) is lower than in 
N2 (343 m/s). Therefore, the modulation frequency was adjusted to the newly calculated 
value (also at t= 0.5 h) giving a transient disturbance of the ethanol concentration.
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2 .8 .2  H 2O v a p o u r sc ru b b e rs
H2O vapour can be efficiently removed using CaCl2 or P 2O5, the la tte r can reduce H2O 
vapour to such low levels (a few ppm) th a t no cold trap  is needed which is beneficial for 
long-term experiments. However, these H2O vapour scrubbers trap  ethanol partly (CaCl2) 
or even totally (P 2O5) as is shown in Figure 2.10.
4 6 8 10 12 14 
Time (hours)
Figure 2.10: At the start of the measurement a nitrogen flow containing 10 ppm ethanol 
is passed through a P2O5 scrubber. This scrubbers traps virtually all the ethanol from 
the gas flow. A t t=5 h the P2O5 scrubber was replaced by a CaCl2 scrubber, resulting in 
a slow time response and a partly removal of ethanol from the flow.
2.8 .3  C 2H 4 s c ru b b e rs
In commercial containers used for transport of C2H4 sensitive products, such as lettuce or 
celery, potassium  perm anganate pads are often installed to absorb the ethylene released 
by the crop [4]. Potassium perm anganate oxidises alkenes to form glycols, i.e., ethylene is 
oxidised to ethylene glycol:
3C2H 4 +  2 K M n O 4 +  4H 2O ^  2M nO 2 +  2K O H  +  C H 2O H C H 2O H  (2.2)
Also when ethane (C2H6) release from fruit is measured, the C2H4 level must normally 
be reduced since ethylene is released at a much higher rate than  ethane (typically more 
than  a hundred times) making C2H6 detection difficult due to spectral interference. C2H4 
and C2H6 can not be separated using a cold trap, e.g., at -160 °C both gases still have 
vapour pressures above 100 Pa. Potassium perm anganate removes C2H4 w ithout affecting 
the level of C2H6. As a result, C2H6 measurements become more reliable.
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Also when measuring nitric oxide (NO) release from fruit or plants with a CO A v=1  
laser, the C2H4 level should be reduced since the NO and C2H4 absorption bands overlap, 
and in addition, C2H4 is normally released at a much higher rate than NO. However, the 
polar NO molecule adsorbs very effectively on the potassium permanganate pellets, and in 
addition, a cold trap can not be used to separate the two compounds.
2.8 .4  N afio n  gas sam p le  d ry e r
The Nafion1®  gas sample dryer consists of two coaxial tubes: the sample flow is directed 
through the inner tube that is made of a H2O permeable co-polymer Nafion*®, while a 
dry gas flow is purged through the outer tube. H2O is removed on basis of the humidity 
gradient between the in- and outside of the inner tube [7]. Most substances are retained 
quantitatively but some polar organic substances like ethanol are partly absorbed by the 
co-polymer. In subsequent measurements, the ethanol molecules can be released again, 
giving spurious results.
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2.9 A ppendix: A bsorption coefficients o f water, CO2, ethylene, acetaldehyde, and 
ethanol
Table 2.2: Absorption coefficients (in atm~l cm~l) of water, C 02, ethylene, acetalde­
hyde, and ethanol diluted in nitrogen. The standard deviation of the data (in parenthesis) 
is in the units of the last digit. A dash (-) indicates that no absorption coefficient could 
be determined due to, e.g., a weak absorption, high water interference, or low laser pow­
er. An asterisk (*) marks six laser lines that are used in the multicomponent analysis. 
Furthermore, absorption coefficients as calculated from the Hitran database are given for 
water and CO2.
laser frequency h 2o h 2o co2 co2 ethylene acetaldehyde ethanol
line cm -1 a tm -1  cm -1 Hitran atm  'em  1 Hitran a tm -1  cm -1 a tm -1  cm -1 a tm -1  cm -1
v31jl0 1328.80481 1.44 (3) • 10—2 1.25 10“ 3 - - - 3.7 (7) 1.2 (3)-10- 1
v31j9 1331.87549 1.11 (6 )-10-2 1.33 10“ 3 - - 1.6 (1)-10“ 3 5 (2 ) 1.1 (4)
v31j8 1334.91235 1.3 (l)-lO “ 2 2.18 10“ 3 - - - 5 (2 ) 1.2 (2)
v31j7 1337.91528 1.82 (2 ) • 10—1 1.76 10“ 1 - - - 1.0 (2 )• 101 1.4 (6)
v31j6 1340.88428 8.7 (5)-10-2 4.52 10“ 2 - - - 7 (2) -10“ 1 1.4 (2)
v30jl2 1346.3717 1.4 (1)-10“ 2 1.28 10“ 3 - - - - 2(1)
v30 jll 1349.54407 5.1 (7)-10-2 4.56 10“ 2 4.8 (9)-10-5 2.48-10-5 - 6 (3 ) -
v30jl0 1352.68286 7.6 (3)-10“ 3 2.13 10“ 3 2.1 (l)-lO “ 4 2.05-10“4 2.7 (2)-10“ 3 6 (1) 1.5 (2)
v30j9 1355.78821 1.23 (9)-10-2 4.87 10“ 3 5.9 (l)-lO “ 5 4.35-10-5 3.6 (2)-10“ 3 3.2 (6 ) 1.8 (4)
v30j8 1358.85974 1.6 (2 ) -10“ 2 6.22 10“ 3 4.4 (8 )-10-5 2.38-10-5 2.03 (6)-10-3 4.3 (6 ) 2.5 (8 )
v30j7 1361.89746 4.4 (2)-10“ 2 2.71 10“ 2 - - 3.2 (2)-10“ 3 7 (2 ) 2.7 (9)
v30j6 1364.90112 2.7 (2)-10“ 2 6.94 10“ 3 - - - - 3.2 (5)
v29jl3 1366.98938 4.0 (6)-10-2 4.29 10“ 3 - - - 1.5 (3) -
v29 jll 1373.4364 1.37 (l)-lO “ 1 1.47 10“ 1 - - - 6 (1) 4 (1 )
v29jl0 1376.60999 1.55 (9)-10-2 8.37 10“ 3 5.3 (4)-10-5 3.47-10-5 1.28 (4)-10-2 4.6 (7) 6 (3 )
v29j9 1379.74988 4.43 (7)-10-2 4.88 10“ 2 8.9 (9)-10-5 4.21 -10“ 5 3.5 (6)-10-2 4.7 (6 ) 6 (1)
Table 2.2 continued
laser frequency h 2o h 2o c o 2 c o 2 ethylene acetaldehyde ethanol
line cm -1 a tm - 1cm -1 Hitran a tm _ 1cm_1 H itran a tm - 1cm -1 a tm _ 1cm _1 a tm - 1cm -1
v29j8 1382.8562 1.17 (8)-10-2 3.71•10—3 1.1 (5)-10-4 8.35-10-5 1.542 (S)-IO- 1 4.2 (5) 6 (1)
v29j7 1385.92859 3.6 (2)• 10“ 2 2.52-10-2 1.55 (6)-10-4 1.37-10-4 1.1 ( i) - io - 1 3.9 (7) 5 (1)
v29j6 1388.96704 2.7 (1)-10“ 2 1.56-10-2 - - - 5 (1) 4.2 (6)
v28jl2 1394.14197 2.6 (l)-lO “ 1 3.02-10-1 - - - - 10 (6)
v28j 11 1397.38342 4.6 (1)-10“ 2 4.03-10-2 7.5 (2) • 10“ 5 6.59-10-5 2.7 (3)-10_1 2.8 (4) 5 (2)
v28jl0 1400.59167 3.00 (6)-10-2 2.38-10-2 2.8 (2)• 10“ 5 1.0 2 -10“ 5 2.24 (l)-lO “ 1 3.9 (4) -
v28j9 1403.76636 2.71 (9)-10-2 1.76-10-2 2.4 (1)-10“ 5 5.13-10-6 4.5 (2)-10“ 1 4.7 (7) 7(2)
v28j8* 1406.90735 1.4 (6)-10-2 7.76-10-3 2.61 (6 )-10-5 9.66-10-6 5.8 (S)-IO- 1 4.7 (4) 7(2)
v28j7 1410.01453 1.12 (2) • 10“ 1 1.58-10-1 3.6 (3)• 10“ 5 2.73-10-6 9.2 ^ j- lO “ 1 4.7 (5) 5 (1)
v28j6 1413.08777 1.2 (6 )-10-2 5.66-10-3 - - - 6 (1) 3.9 (8)
v27jl3 1414.80469 2.12 (5)-10-2 1.82-10-2 - - - 9 (2 ) 4 (2)
v28j5 1416.12695 4.8 (2) • 10“ 1 5.24-10-1 - - - 7 (2 ) -
v27jl2 1418.11401 7.4 (2) • 10“ 2 7.66-10-2 - - - 4.8 (8 ) 3 (2)
v27 jll 1421.39026 3.51 (6)-10-2 2.85-10-2 1.2 (1)-10“ 5 1.43-10“ r 7.9 (I)-IO - 1 4.5 (5) 3.0 (8)
v27jl0 1424.63318 5.2 (2)• 10“ 2 4.71 -10“ 2 1.1 (2) • 10“ 5 - 1.33 (1) 3.8 (4) 2.5 (8)
v27j9 1427.84253 2.08 (5)-10-2 1.58-10-2 8 (1)-1 0 -6 - 1.04 (6 ) 3.0 (3) 2.0 (6)
v27j8 1431.01831 2.72 (6)-10-2 2.54-10-2 9 (1)-10- 6 - 2.85 (I)-IO - 1 2.5 (2) 1.6 (4)
v27j7 1434.16028 2.71 (8)-10-2 2.25-10-2 8 (2) • 10“ 6 - 2.3 (l)-lO “ 1 2.1 (2) 1.6 (4)
v27j6 1437.26843 4.2 (2)• 10“ 1 4.37-10-1 4.7 (8)-10-5 - 3.9 ^ - l O “ 1 4.0 (6 ) 1.5 (6)
v27j5 1440.34241 2.7 (1)-10“ 2 1.07-10-2 - - - 6 (2) 1.5 (1)
v26jl2* 1442.15064 1.32 (4)-10-2 6.79-10-3 1.5 (4)-10-5 - 3.5 (3)-10- 1 3.3 (4) 1.96 (8)
v26jll* 1445.46155 1.73 (3) • 10“ 2 1.15-10-2 1.2 (2) • 10“ 5 - 1.92 (8 ) 3.0 (3) 1.8 (4)
v26jl0 1448.73914 5 (2) • 10“ 2 5.19-10-2 1.8 (2) • 10“ 5 - 4.4 (l)-lO “ 1 2.8 (3) 1.8 (4)
v26j9 1451.98328 3.9 (2)• 10“ 1 4.84-10-1 5.1 (6)-10-5 - 7.5 (I)-IO - 1 2.1 (2) 1.7 (5)
v26j8 1455.19385 6.2  (S)-IO- 1 6.85-10-1 5.8 (6)-10-5 - 3.3 (l)-lO “ 1 1.9 (1) 1.6 (7)
v26j7 1458.37061 2.3 (4) 2.27 1.6 (1)-10“ 4 - 1.09 (2) 1.8 (3) 1.3 (3)
v26j6 1461.51355 3.3 (1)-10- 2 2.34-10-2 - - 2 (l)-lO - 1 2.1 (3) 1.3 (4)
v25jl3 1462.87659 3.39 (9)-10-2 2.81-10-2 - - - - 1.2 (4)
v25jl2 1466.25549 4.74 (7)-10-2 4.56-10-2 1.1 (4)-10-5 - 7.2 (I)-IO - 1 1.5 (2) 1.44 (8)
v25j 11 1469.6012 2.79 (9)-10-2 2.56-10-2 1.07 (3)• 10“ 5 - 6.9 ^ j- lO “ 1 1.3 (1) 1.1 (2)
Table 2.2 continued
laser frequency h 2o h 2o c o 2 c o 2 ethylene acetaldehyde ethanol
line cm-1 atm -1cm-1 Hitran atm _1cm_1 H itran a tm -1cm-1 a tm -1cm-1 atm _1cm_1
v25jl0 1472.91357 2.4 (8)-10_1 2.71 -10—1 1.5 (3) -10“ 5 - 4.84 ^ - l O “ 1 1.5 (1) 1.0 (5)
v25j9 1476.19251 2.2 (4) 2.37 9 (2) -10“ 5 - 1.17 (2) 1.7 (5) -
v25j8 1479.43787 1.82 (6)-10“2 1.27-10—2 3.5 (5)-10-6 - 5.71 (4)-10_1 8 (g )-io -1 9 (S)-IO-1
v25j7 1482.64941 2.04 (4)-10-2 1.59-10“2 5.2 (3)-10“ 6 - 5.7 (S)-IO-1 8 (l)-lO “ 1 1.0 (4)
v25j6 1485.82715 4.9 (1)-10“ 2 4.78-10-2 6.5 (8)-10-6 - 4.44 (S)-IO-1 1.0 (2) • 10“ 1 8 (3)-10_1
v24jl2 1490.43225 2.54 (4)-10_1 2.93-10-1 - - 3.0 (2)• 10“ 1 7.1 (S)-IO-1 -
v24jll* 1493.81274 3.09 (9)-10-2 2.96-10-2 - - 2.792 (4)-10_1 7 (l)-lO “ 1 6 (4)-10_1
v24jl0 1497.15991 1.12 (4)-10_1 1.41-10—1 8 (1)-10-6 - 1.41 (4)-10_1 7.2 (e )- io -1 5 (l)-lO “ 1
v24j9 1500.47376 8.8 (3)-10“ 2 9.13-10—2 8 (1)-10“ 6 - 6.9 (1)-10“2 6.6 (e)-lO -1 5 (l)-lO “ 1
v24j8 1503.75391 6.9 (2)-10“ 2 7.25-10-2 7 (2) -10“ 6 - 5 (4)-10-2 7.1 (S)-IO-1 5 ^ - l O “ 1
v23jl3 1511.23547 6.6 (2)-10“ 2 6.99-10-2 - - - 6 (l)-lO “ 1 4 ^ j- lO “ 1
v23jl2 1514.68396 1.55 (3)-10_1 1.75-10-1 - - 1.07 (3) • 10“2 4.8 (4)-10_1 3.4 (S)-IO-1
v23j 11 1518.09937 1.63 (4)-10_1 2.07-10-1 - - - 6 (2) • 10“ 1 -
v23jl0 1521.48132 2.9 (8) 2.84 - - 1 (1)-10“3 1.0(6) -
v23j9 1524.82996 6.8 (2)-10“ 1 2-10“ 1 - - 2.7 (7)-10-3 5 (l)-lO “ 1 2 (l)-lO “ 1
v23j8 1528.14502 1.43 (5)-10_1 1.39-10-1 - - 1.8 (2) • 10“3 4.5 (4)-10_1 1.4 (3)-10~1
v22jl3 1535.52991 2.3 (l)-lO “ 1 3.28-10-1 - - - 7 (2) • 10“ 1 -
v22j 11 1542.4635 8.6 (l)-lO “ 1 1.05 - - - 4 ^ j- lO “ 1 -
v22jl0 1545.88037 2.04 (7)-10_1 2.04-10-1 - - 1.5 (4)-10-4 3.9 (4)-10_1 -
v22j9 1549.26379 1.42 (S^-IO“ 1 - - - - 4.8 (4)-10_1 -
v22j8 1552.61377 6.3 (2)-10“ 2 6.19-10—2 - - 3.7 (1)-10“4 5 (e )-io -1 7 (2) • 10“2
v22j7 1555.92993 1.35 (4)-10_1 1.65-10-1 - - 5 (1)-10“4 4.7 (S)-IO-1 -
v21jl4 1556.35278 1.3 (4)-10_1 1.51-10-1 - - 6 (l)-lO “4 3.4 (S)-IO-1 9 (7)-10-2
v22j6 1559.21228 6.4 (l)-lO “ 1 7.89-10-1 - - - 5.7  (g )-io -1 -
v21jl2 1563.42212 5.13 (9)-10-2 5.63-10-2 - - 3.8 (4)-10-4 3.7 (S)-IO-1 5 (1)-10“2
v21 jll 1566.90723 3.52 (7)-10-2 3.4-10-2 - - 2.2 (2)• 10“4 3.5 ^ - l O “ 1 7 (3) • 10“2
v21jl0 1570.35913 2.5 (4)-10_1 2.65-10-1 - - - 3.2 (S)-IO-1 -
v21j9 1573.77747 5 (8)-10-2 4.95-10-2 - - 1.4 (6)-10-3 2.9 (S)-IO-1 6 (2) • 10“2
v21j8 1577.16223 2.2 (4)-10_1 2.62-10-1 - - 2.5 (3)• 10“4 2.8 (S)-IO-1 -
Table 2.2 continued
laser
line
frequency
cm-1
h 2o
atm-1cm-1
h 2o
Hitran
c o 2
atm_1cm_1
c o 2
Hitran
ethylene
atm-1cm-1
acetaldehyde
atm_1cm_1
ethanol
atm_1cm_1
v21j7 1580.51331 1.57 (4)-10-2 1.58-10“2 - - 7.9 (6)-10-4 2.7 (4)-10_1 5 (2)-10—2
v21j6 1583.83057 9.7 (3)• 10“3 7.73-10-3 - - 5.3 (2)-10“4 2.7 (S)-IO-1 6 (l)-lO“2
v21j5 1587.11377 9.1 (2) • 10“3 6.13-10-3 - - 5.7 (3)• 10“4 3.2 ^-lO“1 5 (2)-10—2
v20jl2 1587.91248 1.04 (2) • 10“2 4.77-10-3 - - 5.1 (7)-10-4 2.7 (S)-IO-1 7 (4)-10-2
v20j 11 1591.4325 2.75 (5)-10-2 2.19-10-2 - - 4.5 (3) • 10“4 2.8 (S)-IO-1 7 (3)-10—2
v20jl0 1594.91931 3.58 (9)-10-2 3.16-10-2 - - 3.41 (4)-10-4 2.8 (S)-IO-1 6 (4)-10-2
v20j9 1598.37256 9.6 (3)• 10“3 4.57-10-3 - - 1.77 (9)-10-4 2.4 (S)-IO-1 5 (2)-10—2
v20j8 1601.79224 1.61 (3) • 10“2 1.29-10“2 - - 2.5 (1)-10~4 2.5 (S)-IO-1 5 (2)-10—2
v20j7 1605.17822 1.07 (4)-10-2 6.7-10-3 - - 5.1 (2) -10“4 2.4 (S)-IO-1 6 (3)-10—2
v20j6 1608.5304 3.07 (5)-10-2 1.8-10—2 - - 3.7 (1)-10“4 2.9 (S)-IO-1 6 (3)-10—2
vl9jl3 1608.89746 3.21 (9)-10-2 3.49-10-2 - - 3.71 (4)-10-4 2.5 ^j-lO“1 5 (2)-10—2
vl9jl2 1612.4856 2.2 (4)-10-2 1.69-10“2 - - 3.4 (2)-10“4 2.6 (S)-IO-1 6 (2)-10—2
vl9jll* 1616.04053 3.99 (4)-10_1 4.33-10-1 - - 2 (1)-10“4 3.0 ^j-lO“1 -
vl9jl0 1619.56226 3.72 (6)-10-2 3.75-10-2 - - 6.3 (1)-10~4 2.5 ^-lO“1 5 (2) •10“2
vl9j9 1623.05041 2.43 (4)-10_1 2.86-10-1 - - 2.1 (1)-10“4 2.0 ^-lO“1 -
vl9j8 1626.50513 3.44 (8)-10-2 3.43-10-2 - - 3.2 (3)• 10“4 2.2 ^j-lO“1 4 (2) •10“2
vl9j7 1629.92603 2.35 (8)-10-2 1.99-10-2 - - 3.2 (2)-10“4 2.3 ^-lO“1 6 (3) •10“2
vl8jl4 1629.86328 2.4 (6)-10-2 2.04-10-2 - - 3.3 (3)• 10“4 2.4 (l)-lO“1 6 (2) •10“2
vl8jl3 1633.51941 6.1 (2) • 10“2 6.06-10-2 - - 1.8 (6)-10-4 2.43 (S)-IO-1 -
vl8jl2 1637.14246 2.39 (4)-10_1 2.46-10-1 - - 4 (2) • 10“5 2.4 (Ö)-IO-1 5 (2) •10“2
vl8jll 1640.7323 4.13 (8)-10-2 3.75-10-2 - - 3.8 (3)• 10“4 2.22 (l)-lO“1 5 (2) •10“2
vl8jl0 1644.28894 5.7 (1)-10“2 6.17-10“2 - - 3.4 (3)• 10“4 1.92 (S)-IO-1 5 (3) •10“2
vl8j9 1647.81213 3.34 (4)-10_1 3.68-10-1 - - - 1.3 (7)-10_1 -
vl8j8 1651.30176 2.05 (4)-10_1 2.33-10“1 - - 3 (l)-lO“4 1.6 ^-lO“1 -
vl8j7 1654.75757 1.18 (6) 1.08 - - - 4 (l)-lO“1 5 (2) •10“2
vl7jl3 1658.22559 3.48 (5)-10-2 2.88-10-2 - - 4.9 (2) -10“4 2.36 (g)-io-1 6 (4)-10-2
vl7jl2 1661.88367 8.8 (2)-10-2 9.3-10-2 - - 2.9 (5)-10-4 2.2 (l)-lO“1 7 (4)-10-2
vl7jll 1665.50854 2.53 (6)-10-2 2.5-10-2 - - 4.0 (3) • 10“4 2.28 (lO)-lO“1 5 (2)-10—2
v!7jl0 1669.1001 1.9 (4) 1.88 - - - 3.9 (lO)-lO“1 5 (2)-10—2
Table 2.2 continued
laser frequency h 2o h 2o co2 co2 ethylene acetaldehyde ethanol
line cm-1 a tm -1cm-1 Hitran a tm _1cm_1 H itran a tm -1cm-1 atm _1cm_1 atm -1cm-1
vl7j9 1672.65833 8.6 (3)• 10“2 7.69-10“2 - - 5.1 (9)-10-4 3.08 (l)-lO “ 1 5 (4)-10-2
vl7j8 1676.18286 1.8 (S)-IO-1 1.57-10"1 - - 8 (2) -10“4 4 (2)• 10“ 1 -
vl7j7 1679.67371 2.5 (2)-10_1 3.21 -10—1 - - 1.24 (5)-10-3 5.2 (4)-10_1 7 (2) • 10“2
v l6 jl2 1686.7096 8.8 (2)• 10“2 9.19-10-2 - - 7.4 (9)-10-4 7.o (e )- io -1 5 (2) • 10“2
v l6 j l l 1690.36951 2.18 (g )-io -1 2.36-10-1 - - 1.1 (3) -10“ 3 2.0 ^ - l O “ 1 -
v l6 jl0 1693.99609 7.8 (2) • 10“2 8.33-10-2 - - 2.4 (1)-10~3 1.08 (4) 5 (3) • 10“2
vl6j9 1697.58923 9.01 (4)-10_1 9.64-10-1 - - - 1.2 (2) 5 (2) • 10“2
vl6j8 1701.14868 1.9 (6) 1.88 - - - 1.5 (5) 5 (2) • 10“2
v l5 jl4 1704.13123 5.17 (g )-io -1 3.75-10-1 - - 3.32 (9)-10-3 2.9 (2) 8 (7)-10-2
vl6j7 1704.67456 5.9 (2)• 10“ 1 6.99-10-1 - - 2.7 (1)-10“ 3 2.6 (2) 6 (3) • 10“2
v l5 jl3 1707.89221 3.5 (g)-io-2 4.08-10“2 - - 1.83 (6)-10-3 2.8 (2) 5 (2) • 10“2
v l5 jl2 1711.62036 2.5 (4)-10-2 2.41-10—2 - - 5.8 (2)-10“ 3 3.6 (3) 6 (3) • 10“2
v l5 j l l 1715.31519 1.28 (3) 1.29 - - 4 (1)-10~3 5.6 (3) -
v l5 jl0 1718.97681 7.1 (l)-lO “ 1 6.86-10-1 - - 1.9 (6)-10-3 8.4 (3) -
vl5j9 1722.60498 3.63 (g)-10“2 3.15-10-2 - - 1.14 (7)-10-2 i.9 (e)-io1 6 (2) • 10“2
vl5j8 1726.19946 1.7g (4)-10-2 1.46-10“2 - - 1.46 (5)-10-2 1.3 (l)-io1 8 (3) • 10“2
v l4 jl4 1729.0564 3.45 (S)-IO-1 3.67-10-2 - - 4.6 (5)-10-3 1.7 (l)-io1 8 (7)-10-2
vl5j7 1729.76013 5.7 (2)• 10“1 7.55-10-1 - - 3.3 (2)-10“3 1.63 (S)-IO1 6 (2) • 10“2
v l4 jl3 1732.85254 g.i (l)-lO“1 2.61 -10—1 - - 1.11 (5)-10-2 1.51 (S)-IO1 -
vl5j6 1733.28711 1.17 (3) 4.54 - - 1.16 (7)-10-2 1.41 (S)-IO1 -
v l4 jl2 1736.6156 4.42 (lO)-lO“ 2 4.89-10-2 - - 9.6 (1)-10“ 3 1.5 (l)-lO 1 4 (2) • 10“2
v l4 j l l 1740.34546 2.81 (5)-10_1 2.75-10-1 - - 4.7 (2)-10“ 3 1.56 (S)-IO1 5.1 (1)-10“2
v l4 jl0 1744.04211 g.i (2)• 10“2 7.73-10-2 - - 5.3 (3)-10“ 3 1.8 (l)-lO 1 -
vl4j9 1747.7052 5 (l)-lO “ 1 6.23-10-1 - - 4.0 (3)-10“ 3 1.59 (7)-101 -
vl4j8 1751.33472 3.28 (4) 3.08 - - - 1.12 (S)-IO1 -
v l3 jl4 1754.93042 1.61 (3) -10“ 2 1.55-10-2 - - 1.1 (1)-10~2 2.0 (l)-lO 1 8 (2) • 10“2
vl4j7 1754.93042 1.78 (5)-10-2 1.55-10“2 - - 9.2 (2)-10“ 3 1.63 (S)-IO1 -
v l3 jl3 1757.89685 5.8 (1)-10“2 3.43-10-2 - - 6.3 (1)-10“ 3 2.2 (l)-lO 1 7 (3) • 10“2
v!3 jl2 1761.69495 1.7 (2) 2.05 - - 5 (2) -10“ 3 2.29 (g)-io1 -
Table 2.2 continued
laser frequency h 2o h 2o c o 2 c o 2 ethylene acetaldehyde ethanol
line cm-1 atm -1cm-1 H itran a tm _1cm_1 H itran a tm -1cm-1 atm _1cm_1 atm _1cm_1
v l3 jll* 1765.45984 2.19 (6)-10-2 2.13-10“ 2 - - 7.9 (2)-10“ 3 2.1 (l)-lO 1 8 (1)-10~2
v l3 jl0 1769.19153 4.3 (1)-10“2 3.74-10-2 - - 3.53 (3)• 10—3 1.51 (g)-io1 -
vl3j9 1772.88965 2.57 (9) 2.54 - - 4 (3) -10“ 3 1.04 ^ j- lO 1 -
vl3j8 1776.55408 2.3 (5)-10-2 2.31-10“ 2 - - 1.727 (3) • 10“2 7.3 (4) 6 (1)-10“2
v l2 jl4 1779.15833 9 (2) • 10“2 2.59-10-1 - - 6.18 (2)• 10—3 7.8 (5) g (4)-io-2
vl3j7 1780.18481 6.6 (2)• 10“2 7.52-10-2 - - 5.59 (8)-10-3 6.1 (3) -
v l2 jl3 1783.02454 1.93 (5)-10-2 1.07-10“ 2 - - 1.2 (1)-10~2 5.3 (3) 5.5 (g)-10~2
v l2 jl2 1786.85767 9.5 (3)• 10“3 00 i—1
 
o
 1 co - - 1.51 (4)-10-2 5.2 (3) 6 (1)-10“2
v l2 j l l 1790.65759 4.0 (l)-lO “ 1 1.86-10“ 1 - - 6.3 (3)-10“ 3 4.g (3) -
v l2 jl0 1794.42432 3.23 (8)-10-2 2.92-10-2 - - 4.31 (2) • 10—3 4.0 (3) 5 (2) • 10“2
vl2j9 1798.15747 2.33 (6)-10-2 2.41-10“ 2 - - 2.92 (1)-10“ 3 2.g (2) 5 (3) • 10“2
vl2j8 1801.85693 3.94 (9)-10-2 4.28-10-2 - - 3.891 (5)-10-3 2.1 (1) 4 (4)-10-2
v l l j l4 1804.3335 8.5 (4)-10-3 6.45-10-3 - - 2.82 (3)• 10—3 2.1 (2) 4 (2) • 10“2
vl2j7 1805.52271 1.09 (3) • 10“2 9.51-10“ 3 - - 2.68 (3)• 10—3 1.6 (1) 3.7 (8)-10-2
v l l j l3 1808.23474 1.3 (4)-10-2 1.38-10“ 2 - - 3.87 (8)-10-3 1.63 (10) 4 (2) • 10“2
v l l j l2 1812.10291 6.4 (1)-10“2 8.27-10-2 - - 3.8 (4)-10-3 1.37 (8) -
v l l j l l 1815.93799 5.2 (2)• 10“3 4.91-10“ 3 - - 1.023 (4)-10-2 1.34 (8) 3.2 (6)-10-2
v lljlO 1819.73962 3.2 (2)• 10“3 2.73-10-3 - - 1.11 (2) • 10—2 1.10 (7) 2.g (3)• 10“2
v llj9 1823.50781 1.33 (4)-10-2 1.33-10“ 2 - - 2.39 (3)• 10—2 1.01(6) 3 (2) • 10“2
v lljS 1827.24231 1.6 (4)-10-2 1.58-10“ 2 - - 3.09 (5)-10-2 1.00(6) 3 (2) • 10“2
v ll j7 1830.94299 6.6 (2)• 10“2 6.09-10-2 - - 5.7 (2)-10“ 2 g.6 (s)-io-1 4 (2) • 10“2
v l0 jl3 1833.52637 1.19 (3) • 10“2 9.44-10-3 - - 7.41 (9)-10-2 1.06(2) 3 (2) • 10“2
v llj6 1834.60986 1.61 (8)-10-2 1.21-10“ 2 - - 9.4 (1)-10“ 2 1.04(6) 3.0 (7)-10-2
v l0 jl2 1837.42969 6.9 (2)• 10“2 8.86-10-2 - - 1.77 (4)-10_1 1.03(6) -
v lO jll 1841.29968 1.49 (4)-10-2 9.95-10-3 - - 2.37 (g)-io-1 7.5 (S)-IO-1 2.6 (4)-10-2
vlOjlO 1845.13635 9.9 (2)• 10“2 9.11-10“ 2 6.5 (6)-10-5 5.98-10-5 9.38 (7)-10-2 6.7 ^ - l O “ 1 -
vl0j9 1848.93958 1.33 (4)-10-2 1.27-10“ 2 3 (2) • 10“6 2.8-10-6 4.57 (e)-io-1 5.7 (S)-IO-1 2.7 (6)-10-2
vl0j8 1852.70911 5.3 (2)• 10“3 3.69-10-3 9.11 (1)-10“5 9.18-10“ 5 3.6 (3)-10"1 4.7 (S)-IO-1 4 (1)-10~2
v!0j7 1856.44482 5.9 (2)• 10“3 3.48-10-3 1.3 (l)-lO “5 1.06-10-5 8.06 (S)-IO-1 4.6 (S)-IO-1 4 (2) • 10“2
Table 2.2 continued
laser frequency h 2o h 2o c o 2 c o 2 ethylene acetaldehyde ethanol
line cm-1 atm 'em 1 Hitran atm-1 cm-1 Hitran atm_1cm_1 atm 'em 1 atm-1 cm-1
v9jl3 1858.89831 1.02 (3) • 10“2 9.87-10-3 2.7 (1)-10“5 2.59-10-5 3.3 (S)-IO-1 4.7 3)-10_1 5 (3) • 10—2
vl0j6 1860.14673 5.6 (2) 10“3 3.39-10-3 4.9 (1)-10“5 1.17-10“4 6.21 (2) • 10“1 4.1 S^ -IO“1 4.5 (6)-10-2
v9jl2 1862.83667 4.6 (2) 10“3 3.15-10“3 3.73 (7)-10-5 1.5-10“5 2.45 ^-lO“1 3.3 2)-10—1 4 (3) • 10—2
v9jll 1866.7417 5.7 (2) 10“2 5.22-10-2 1.7 (2)• 10“5 1.19-10—5 5.21 (S)-IO-1 2.6 lj-lO“1 -
v9jl0 1870.6134 5.1 (2) 10“2 5.2-10-2 2.8 (3)• 10“5 2.22-10-5 3.53 (S)-IO-1 1.8 lj-lO“1 5 (4)-10-2
v9j9 1874.45166 2.9 (2) 10“3 1.93-10-3 5.04 (3)-10“5 3.6-10-5 4.43 ^-lO“1 1.6 lj-lO“1 6 (3) • 10—2
v9j8 1878.25623 2.1 (2) 10“3 1.12-10“3 5.45 (2)-10“5 5.55-10-5 2.68 ^-lO“1 1.4 lj-lO“1 7 (2) • 10—2
v9j7 1882.02698 2.3 (2) 10“3 1.21 -10“3 3.93 (3)-10“5 3.64-10-5 2.22 ^-lO“1 1.39 (g)-io-1 8 (3) • 10—2
v9j6 1885.76379 8.9 (3) 10“3 5.14-10“3 7.22 (4)-10-5 1.07-10“4 1.38 (l)-lO“1 1.2 l^lO“1 9 (3) • 10—2
v8jl2 1888.32251 4.5 (1) 10“2 1.13-10“2 4.7 (4)-10-5 3.69-10-5 1.508 (8) 1.12 (s)-io-1 7 (4)-10-2
v8jll 1892.26257 4.0 (2) 10“3 3.59-10-3 9.6 (2)• 10“5 6.44-10“5 2.21 (2) • 10“1 9.4 5)-10-2 1.6 (4)-10_1
v8jl0 1896.16943 6.9 (2) 10“3 6.11 -10“3 2.71 (2) -10“3 2.34-10-3 4.51 ^-lO“1 7.5 5)-10-2 1.5 (4)-10_1
v8j9 1900.0426 1.4 (2) 10“3 8.52-10-4 1.91 (1)-10“4 1.83-10—4 5.68 (S)-IO-1 6.5 5)-10-2 2.o (e)-io-1
v8j8 1903.8822 5.1 (2) 10“3 3.77-10-3 4.45 (1)-10~4 4.04-10-4 2.17 (S)-IO-1 8.0 6)-10-2 2.2 ^-lO“1
v8j7 1907.68799 5.4 (1) 10“2 4.59-10-2 6.87 (2)-10“4 5.95-10-4 2.9 (l)-lO“1 6.8 1)-10“2 2.4 (S)-IO-1
v8j6 1911.45984 4.1 (2) 10“3 3.48-10-3 4.19 (6)-10-4 3.94-10-4 4.35 (7)-10_1 9 (l)-lO“2 3.1 (S)-IO-1
v7jl2 1913.88586 4.2 (2) 10“3 3.56-10-3 1.81 (2) -10“3 2.09-10-3 9.27 (2)• 10“4 7.6 7)-10-2 3 (l)-lO“1
v8j5 1915.19763 1.89 (5)•10“2 1.76-10“2 1.191 (4)-10-3 5.08-10-4 7.31 ^-lO“1 7.1 4)-10-2 4 (l)-lO“1
v7jll 1917.86096 7.6 (2) 10“1 5.37-10-1 1.261 (5)-10-3 1.04-10-3 3.69 ^-lO“1 2.1 sj-io-1 3.2 (S)-IO-1
v7jl0 1921.80286 2.15 (5)•10“2 1.74-10“2 1.33 (9)-10-3 1.28-10-3 7.0 (l)-lO“1 7.6 3)-10—2 3 (l)-lO“1
v7j9 1925.71106 2.5 (2) 10“3 1.93-10-3 1.37 (1)-10“4 1.38-10-4 1.571 (4)-10_1 7.6 8)-10-2 3.8 (2)• 10—1
v7j8 1929.58569 1.1 (2) 10“3 6.72-10-4 1.291 (3) • 10—4 1.52-10—4 2.45 (e)-io-1 7.8 5)-10-2 3(1)•10—1
v7j7 1933.42651 7.9 (2) 10“3 7.98-10-3 4.42 (9)-10-3 5-10-3 3.033 (g)-io-1 8.2 7)-10-2 4 (l)-lO“1
v7j6 1937.2334 2.3 (2) 10“3 2.27-10-3 1.2 (3)• 10“4 1.25-10-4 9.9 (1)-10“2 9.5 8)-10-2 2.5 (7)-10_1
v6jl2 1939.52515 2 (2) • 10“3 1.6-10“3 3.15 (4)-10-4 3.43-10-4 8.78 (5)-10-2 9.5 9)-10-2 3 (l)-lO“1
v6jll 1943.5354 1.34 (3) • 10“2 1.21 -10“2 - - 6.1 (6)-10-2 1.05 (7)-10_1 3.o (g)-io-1
v6jl0 1947.51221 2.2 (2)• 10“3 1.89-10-3 1.35 (1)-10“4 1.13-10—4 3.93 (9)-10-2 1.3 l^lO“1 3 (l)-lO“1
v6j9 1951.45544 8 (2) • 10“4 6.26-10-4 5.27 (2)-10“5 4.1-10-5 2.46 (2)• 10“2 1.3 lj-lO“1 2.3 (S)-IO-1
v6j8 1955.36511 7.9 (2) • 10“3 6.8-10-3 1.23 (1)-10~4 1.27-10—4 1.134 (5)-10-2 1.3 lj-lO“1 i.g (e)-io-1
Table 2.2 continued
laser frequency h 2o h 2o c o 2 c o 2 ethylene acetaldehyde ethanol
line cm-1 atm-1cm-1 Hitran atm_1cm_1 Hitran atm-1cm-1 atm_1cm_1 atm-1cm-1
v6j7 1959.24097 9 (2) • 10“4 5.08-10-4 4.05 (9)-10-5 4.16-10“5 7.52 (2) -10“3 1.5 (2) -10“1 1.4 (S)-IO-1
v6j6 1963.08276 1.5 (2) • 10“3 6.48-10“4 3.3 (4)-10-5 3.36-10-5 1.601 (7)-10-2 1.9 ^-lO“1 1.3 (S)-IO-1
v5jl2 1965.23877 2.8 (2)• 10“3 2.19-10-3 6 (3) • 10“4 6.15-10“4 1.27 (3) -10“2 2.0 ^-lO“1 1.3 (S)-IO-1
v6j5 1966.89063 1.7 (6)-10~2 1.52-10—2 - - 1.19 (2) -10“2 2.3 ^-lO“1 1.2 (4)-10_1
v5jll 1969.28394 2.0 (2)• 10“3 1.68-10-3 - - 1.444 (9)-10-2 2.1 ^-lO“1 1.4 (S)-IO-1
v5jl0 1973.29578 4 (2) • 10“4 2.88-10-4 7.59 (2)• 10“5 6.39-10-5 1.904 (7)-10-2 2.0 ^-lO“1 1.1 (s)-io-1
v5j9 1977.27417 3 (2) • 10“4 2.95-10-4 9.53 (6)-10-6 1.04-10-5 1.39 (8)-10-2 1.8 ^-lO“1 9 (4)-10-2OCio5> 1981.21887 1.2 (2) • 10“3 4.7-10-4 - - 1.511 (6)-10-2 1.8 ^-lO“1 7 (3) -10“2
v5j7 1985.12964 7.1 (9)-10-3 4.11 -10—4 - - 1.78 (2) -10“2 - -
v4jl2 1991.02502 8.9 (4)-10-3 5.69-10-3 - - 2.64 (3)-10“2 2.3 ^-lO“1 1.0 (4)-10_1
v4jll 1995.10523 4 (1)-10“3 8.16-10—4 - - 4.28 (7)-10-2 2.3 (S)-IO-1 8.9 (7)-10-2
Chapter 3
A versatile  photoacoustic  spectrom eter for sensitive  
trace gas analysis in th e  m id-infrared w avelength  
region (5 .1-8.0  and 2.8-4.1 f i m )
A bstract
A versatile CO laser-based photoacoustic spectrometer equipped with three photoacoustic 
cells placed inside the laser cavity is presented. The newly designed CO laser can operate 
both in the A v= 1  (5.1-8.0 ¡im) and A v= 2  mode (2.8-4.1 ¡im) at about 400 laser lines. 
Due to the wide emission range of the source many molecules of biological and atm ospher­
ical interest including methane, nitric oxide, and ethane can be detected with sensitivities 
typical at a (sub)ppb level. Due to the spectrometers fast time response (8 seconds at a 
flow rate of 10 l/h ) rapidly changing gas emissions (such as in insect respiration) can be 
studied in detail. A variety of applications is given, showing the wide applicability of this 
spectrometer.
S.T. Persijn, E. Santosa, F.J.M . Harren
Life Science Trace Gas Exchange Facility, University of Nijmegen, the Netherlands
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3.1 Introduction
For more than  three decades laser based photoacoustics (PA) has proven to be one of the 
most sensitive techniques for trace gas analysis. As early as 1968 Kerr and Atwood were 
able to detect absorptivities down to 1.2 -10_7cm_1 using a cw CO2 laser to illuminate a PA 
cell [24]. There has been much research ever since to further improve the PA spectrometer 
which follows schematically three lines: improvement of the light source, PA detection cell, 
and data analysis. Nowadays, the most appropriate infrared light sources for sensitive 
trace gas detection include powerful carbon monoxide (CO) and carbon dioxide (CO2) 
gas lasers [47], and since recently, cw optical param etric oscillators [27], and quantum  
cascade lasers [37]. The performance of the PA detection cell was enhanced using buffer 
volumes to suppress window signals [4] and differential Helmholtz resonator to eliminate 
background noise [51]. By placing the detection cell inside the laser cavity [21] or by using 
a multi-pass configuration [36], a typically one order of magnitude higher light intensity 
(and PA signal) can be obtained. The wide availability of fast computers is the main cause 
for the progress in data  analysis; this allows the use of novel data  reduction techniques
[45] and the application of non-linear algorithms to calculate the proper concentrations in 
case of kinetic cooling [35].
Since standard techniques for trace gas analysis like gas chromatography are also con­
tinuously improving high demands are set on the performance of the PA spectrometer. 
In order to be a serious competitor, the PA spectrometer must have some distinct ad­
vantage^) such as low cost, fast time response, or high sensitivity. The CO laser based 
spectrometer described in this paper combines the la tter two features: a fast time response 
(down to a few seconds) and high sensitivity at a (sub)ppb level. Furthermore, due to the 
unparalleled wide emission range of the operated light source (5.1-8.0 and 2.8-4.1 im ) a 
large number of trace gases can be detected in contrast to most other currently existing 
PA spectrometers. Recent technical developments are discussed and a number of practical 
examples are given, showing the wide applicability of this spectrometer.
3.2 E xperim ental arrangem ent
3.2.1 B a c k g ro u n d  o f C O  lasing
For a better understanding of experiments some background of processes and conditions 
necessary for laser action in CO is given. In the laser plasma, CO is vibrationally excited 
either by collisional energy transfer from vibrationally excited N2 molecules or directly via 
inelastic electron scattering. W hen a vibrationally excited CO molecule (v=1) collides with 
a CO molecule in a higher vibrational state (v=w) two processes are possible [47]:
CO (v  =  1) +  CO (v  =  w) ^  CO (v  =  0) +  CO (v  =  w  +  1) +  A E ' (3.1)
CO (v  =  1) +  CO (v  =  w) ^  C O (v =  2 ) +  CO (v  =  w -  1) -  A E ” (3.2)
Due to the vibrational anharmonicity of CO ’s electronic ground state (X1! )  the spacing 
between vibrational levels decreases with v. Therefore pathways 3.1 and 3.2 are exothermic 
and endothermic, respectively. W hen the laser plasma is cooled down the endothermic
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pathway will have a lower probability and the CO molecule can reach very high vibrational 
states through the exothermic pathway, a process known as VV or Treanor pumping [46]. 
Rotational therm alization occurs after almost every collision, and therefore the rotational 
tem perature of each populated vibrational level is close to the translational tem perature 
of the plasma. In contrast, the vibrational distribution is completely non-thermal and 
no vibrational population inversion occurs. In spite of this, lasing is possible on Av=1 
transitions when the higher vibrational state (v+1,J-1) is more populated than  the (v,J) 
state (partial inversion). Cooling down the gas mixture not only extends the emission 
range of the laser, but also shifts the emission to lines with lower J-values [3, 38]. In 
addition, laser action is possible on A v= 2  transitions, but in this mode the gain is 10-20 
times lower as compared to the A v=1 mode [48]. For this reason, single-line operation on 
A v= 2  laser transitions was only first observed in 1988 [17].
3 .2 .2  E x p e r im e n ta l  o p e ra tin g  co n d itio n s
Figure 3.1: Schematic view of the experimental set-up. 1) totally reflecting mirror with 
a radius of curvature of 4 m, 2) mechanical chopper operating around 1020 Hz, 3) CO 
laser tube, 4) triple PA cell, 5) grating. The inset shows more details of the CO laser 
tube that consists of a vacuum tube, liquid N2 reservoir and discharge tube.
The arrangement used in the experiments will be described briefly focusing thereby
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in particular on some recent developments; for a more extensive description of the spec­
trom eter the reader is refered to [5]. Figure 3.1 shows an overview of the experimental 
arrangement, and in detail, part of the newly designed CO laser tube. The laser tube 
consists of three concentric pyrex tubes, the outer tube (length 135 cm) which is evacuated 
acts as Dewar for the middle tube filled with liquid nitrogen. The liquid nitrogen cools 
down the inner discharge tube, containing a gas mixture of He, CO, N2, and air. The mix­
ture is adm itted via two inlets and leaves the tube again via four outlets. This approach 
contrasts former designs tha t were characterised by a single in- and two outlets. In this 
tube with an inner diameter of 13.4 mm a discharge is maintained between two anodes (at 
a ground potential) at the end of the tube and two cathodes in the middle of the tube. 
A smaller diam eter of discharge tube results in an increased laser power, however, very 
high demands are imposed on the straightness of the tube [2]. Following the approach of 
Grigor’yan, small rings were placed in the tube to make the gas flow more turbulent for 
an improved heat exchange between gas mixture and the wall of the discharge tube [16]. 
Hence a lower tem perature of the gas mixture is anticipated and therefore a higher gain,
i.e., higher laser power [38].
Figure 3.2: The holder that accomodates up to four gratings for operation in the Av=1 
and Av=2 mode. Switching between gratings is accomplished by a DC-motor using a so- 
called Geneva’ drive mechanism for indexing, i.e., rotating the holder through a 90° angle.
The vertical angle of the grating can be fine tuned using a picomotor. The horizontal 
angle for line selection is controlled by a stepper motor (not shown).
New is also the operation of a grating holder which allows use of up to four differ­
ent gratings (see Figure 3.2). Gratings in the holder are positioned for operation in the 
A v=1 (230 lines/mm) and A v= 2  mode (450 lines/mm, blazed 2.8-4 ¡im, Zeiss, Germany). 
Switching between gratings is performed by a DC-motor (Maxon 15-series with a spur gear-
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head GP16A) regulated by a control box. Fine tuning of the vertical angle of the grating is 
achieved by a pico-motor (New Focus Inc., USA). Both, DC-motor and pico-motor can be 
computer controlled. A pyro electric detector monitors the output power at zeroth-order. 
The ratio between out coupled power and intracavity laser power is determined by the 
grating characteristics. For operation in the A v=1 mode this ratio is strongly wavelength 
dependent; ranging between 0.2  and 0 .0 0 2 , i.e., two orders of magnitude (note for the 
grating operated in Chapter 2 this ratio changes less than  one order of magnitude). The 
power coupled out via zeroth order varies even more and therefore the pyro-signal is fed to 
a computer controlled lock-in amplifier (5105 EG & G, Princeton Applied Research, USA) 
allowing also reliable power recording on laser lines th a t are either weak or show a low 
outcoupling at zeroth order.
The spectrometer is equipped with three resonant PA cells, hence the system is suitable 
for biological experiments th a t compare treated and control samples. By placing the PA 
cells inside the laser cavity a one order of magnitude increase in laser power and PA signal 
was obtained. The longitudinal resonance frequencies of three PA cells must be comparable 
within a few Hz, because the cells have a Q-factor of about 60 at a resonance frequency 
of 1020 Hz. In order to obtain the same resonance frequency in all PA cells, the resonator 
length of two PA cells was extended, while any remaining difference in resonance frequency 
is compensated by a small heater attached to the resonator (increasing the tem perature 
of the resonator yields an increased gas tem perature and hence a higher velocity of sound 
and resonance frequency).
Each of the two available wavelength regions has its own advantages. In the A v=1 
mode (5.1-8.0 im ) the laser power is high (more than  30 W att intracavity), and spectral 
interference between different kinds of molecules is rather low. For example, aldehydes 
(C=O  stretch vibration at 1770 cm-1) show their strongest absorption in a different wave­
length region than  alcohols (in plane OH-bending at 1400 cm-1). The high level of H2O 
vapour in combination with the strong absorption (v2 bending mode centred at 1595 cm-1 ) 
causes severe spectral interference th a t become less only at the low-frequency side where 
a few molecules, such as methane (1306 cm-1) and nitrous oxide (1285 cm-1) show their 
strongest absorption. Figure 3.3 presents a typical recording of the laser power coupled 
out in zeroth-order. More than  200 laser lines are observed using a single alignment and 
gas mixture (typically, He:N2:CO =  12:3:4 and a trace amount of air). Optimizing these 
conditions for a specific wavelength region will provide a large number of additional laser 
lines. In case vibrational bands overlap, laser action on two laser lines is possible [40] as 
the resolving power of the grating (230 lines/mm) is 1-2 cm -1  [15], close to the observed 
value of 1-3 cm-1 .
The two inserts in Figure 3.3 show the laser power on the v8 (v’=9 ^  v”= 8 ) vibrational 
band as recorded with the newly designed CO laser tube, and a previous design. In the 
newly designed tube maximum output power is obtained at lower J-values than  for the 
old design; on average J is 1 or 2 quanta lower on the different vibrational bands using 
the new laser tube under similar operation conditions. This indicates a lower rotational 
and translational tem perature, i.e., lower tem perature of the gas mixture, since rotational 
relaxation is very fast and rotational therm alization occurs after nearly each collision in
A versatile photoacoustic spectrom eter for sensitive trace gas analysis 50
<D
13
O
Iso
T3
&oo
<D
iso
Ph
2000 1900 1800 1700 1600 1500 1400 1300 
Frequency (cm-1)
Figure 3.3: Laser power coupled out in zeroth-order for the CO laser operating in the 
Av=1 mode. Note that for frequencies below 1500 cm-1 the laser power is shown 30 times 
enlarged. The two insets depict the laser power on the v8 vibrational band as recorded 
with: A) the newly designed CO laser tube, B) a former design with single in- and double 
outlet and without rings, using similar operating conditions. For the newly designed tube 
the laser power shows a maximum at lower J-values than for the old design, e.g., for the 
v8 band the laser power is maximum at J=8 and J= 10, respectively.
the discharge [2]. Note tha t the laser can also operate in a multi-line mode by replacing 
the grating with a mirror. Using a 90% reflecting mirror an output power >15 W att was 
obtained, i.e., an intracavity laser power of approximately 300 W att.
The main advantage of the A v= 2  mode (2.81-4.08 ¡im) is the low H2O vapour absorp­
tion strength at these wavelengths. Although the laser power is a factor 10 lower than  
in the A v= 1  mode, the laser power still amounts up to a few w atts intracavity on the 
strongest lines, which is higher than  th a t of other available light sources in this wavelength 
region. A drawback of this wavelength band is the spectral overlap between different types 
of molecules, since molecules with C-H, N-H and O-H stretch vibrations all show absorp­
tions in this region. A typical recording of the power coupled out in zeroth-order for a CO 
laser operating in the A v= 2  mode mode is presented in Figure 3.4.
Operating the CO laser in the A v= 2  mode requires low losses inside the laser cavity 
since in this mode the gain of the medium is relatively low. Three PA cells are placed inside 
the laser cavity, i.e., four additional ZnSe Brewster windows next to the pair of Brewster 
windows from the laser tube itself. Still, the number of laser lines and the laser power are 
similar to systems equipped with a single PA cell. For example, Martis et al. operated 
a single PA cell in their laser cavity, however, their system covered only the wavelength 
range between 2630 and 3570 cm -1  [32].
A versatile photoacoustic spectrom eter for sensitive trace gas analysis 51
Frequency (cm"1)
Figure 3.4: Laser power coupled out in zeroth-order for the CO laser operating in the 
Av=2 mode. Laser emission on vibrational laser bands from v ’=15 v”=13-band till 
v ’=37 ^  v”=35-band is observed. The characteristic v ’=27 ^  v”=25-band is indicated 
which misses two laser lines due to self absorption on R-transitions.
W ith this spectrometer sensitivities at ppb and sub-ppb level are attainable for many 
gases. W hen analyzing real gas mixtures there are a number of factors th a t affect detection 
limits:
•  Acoustical noise originating from surroundings; noise from the flowing gas, in the 
case high flow rates are used as with for example insect respiration recordings; the 
intracavity placed chopper in combination with the laser cover (acts as acoustical 
waveguide).
•  Interfering volatiles, often present at much higher concentrations than  the trace gas 
of interest, can cause spectroscopic interference. In the A v=1 mode the m ajor in­
terference is normally due to H2O vapour, while in the A v= 2  mode methane and 
ethylene can give problems in case biological samples are studied.
•  In the multicomponent analysis algorithm PA signals are measured sequentially on 
a set of selected laser lines, followed by calculation of the concentrations th a t are 
assumed to be constant within the measuring cycle. However, in reality this might not 
be the case as trace gas concentrations normally vary (due to for example a changing 
emission of the sample) giving an additional error in calculated concentrations. This 
problem is mainly overcome by first interpolating the PA signals on all laser lines and 
use these interpolated data to calculate (at one specific time) the concentrations of 
the different compounds. In most cases a simple linear interpolation yields already
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a sufficient improvement in the calculated concentrations. Figure 3.5 presents an 
example in which the old and new calculation m ethod are compared.
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Figure 3.5: The upper panel presents typical trace gas (♦) and H2O ( - )  vapour con­
centrations in an experiment. The H2 O vapour level decreases during the course of the 
experiment as the system becomes dry due to operation of the cold trap. The two lower 
panels present the relative errors in the concentrations using the new method with linear 
interpolating of the PA signals (◦) and the old method (M). The new approach yields 
much better results for both gases, especially when concentrations are changing rapidly.
3.3 O peration in the A v = 1  m ode
3.3.1 D e te c tio n  o f tr a c e  gases in  th e  p re sen c e  o f O 2.
W hen studying biological samples, trace gases are normally buffered in a mixture of N2- 
O2. Oxygen as a homo-nuclear diatomic molecule has no dipole moment and therefore 
does not absorb infrared radiation. However, O2 molecules, of which the v1 vibrational 
mode is centred at 1554 cm-1 , can be vibrationally excited via one of the two following 
mechanisms: First, for a CO laser operating around 1554 cm-1 , vibrationally excited 
trace gases can transfer their vibrational energy very efficiently to O2. Secondly, during a 
collision between an O2 and one trace molecule or two O2 molecules a dipole moment is 
induced, a process known as collision-induced absorption. Because the induced dipole only 
exists for times on the order of the collisions, the spectra exhibit a large bandw idth [13].
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The induced absorption strength of O2 is relatively low, at atmospheric pressure maximum 
4-10-6  a tm - 1cm -1  (calculated from [44]). However, due to the very high abundance of 
O2, induced absorption can still be significant. The number of collisions required for a 
vibrationally excited O2 molecule to relax to the ground state is 8.3-107 in pure O2, while 
at STP 8-109 collisions per second take place [28]. Thus, relaxation of vibrationally excited 
O2 to the ground state takes about 10 ms which is long compared to our modulation period 
of 0.9 ms. Due to its polar nature the normally very abundant H2O molecule can promote 
vibrational relaxation [42, 52]. Other groups studying trace gases with a CO laser did 
not observe phase lags in the presence of O2 since in their experiments the humidity in 
the gas sample was relatively high and hence relaxation is fast [3]. However, in our case 
a cold trap  reduces the H2O concentration to trace levels (<100 ppm) and the resulting 
slow relaxation results in the observed phase change.
Figure 3.6: The upper panel presents the phase angle for H2O vapour and ethanol both 
at ppm level recorded in air (◦) or nitrogen (W). Data are averages of five neigbouring 
laser lines. In nitrogen, the remaining structure in the phase angle is partly due to 
out-of-phase contributions of the background signal. The lower panel presents the O2-air 
normalized absorption coefficients for collision-induced absorption as taken from [44]. The 
main mechanism responsible for the observed phase lag is probably vibrationally energy 
transfer from excited H2O and trace gas molecules to the slowly relaxing O2 molecules 
(see text). Note that a similar phase pattern is observed in absence of trace gas (i.e., only 
H2O) or another trace gas.
Figure 3.6 presents phase measurements in a mixture of water vapour and ethanol 
diluted in air and nitrogen. In addition, Figure 3.6 shows the collision-induced absorption 
strength as taken from the work of Thibault and co-workers [44]. The observed phase 
has a similar pattern  as the collision-induced absorption strength, however with a long
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tail at higher frequencies. If collision-induced absorption would be the main mechanism 
such a tail is not expected. If an O2 molecule becomes vibrationally excited via energy 
transfer from another molecule, two different cases must be distinguished. First, molecules 
which are excited at frequencies above 1554 cm -1  probably loose some of their energy 
via rotational-translational energy transfer because in polyatomic molecules rotational- 
translational energy transfer is very rapid [28]. As a result, they have less internal energy, 
and are more close in resonance with O2. Hence, vibrational energy transfer to O2 is more 
likely to occur, resulting in the tail th a t has actually been observed. Second, a molecule 
which is excited at a frequency below 1554 cm -1  can loose some of its energy making 
vibrational energy transfer to O2 less probable and hence no tail is expected on this low 
frequency side of the spectrum.
V-V transfer 
maximum at 1554 cm-1
Figure 3.7: Schematic overview of the excitation and energy transfer processes in the 
presence of O2. O2 molecules can become vibrationally excited via vibrational energy 
transfer from a vibrationally excited trace gas/H2O or directly via collision-induced ab­
sorption. V-T transfer of H2O and most trace gases takes place at a nano-second time 
scale, while for O2 this process takes about 10 ms [28].
Figure 3.7 presents a schematic overview of the excitation and energy transfer processes 
in an O2 containing gas sample. The O2 molecules can become vibrationally excited in 
case H2O or trace gas molecules are excited around 1554 cm-1 . Especially at the low H2O 
vapour levels (as in this study, typically below 100 ppm), O2 molecules relax slowly (see
[42] and references therein). In contrast, in a gas sample containing only N2 no phase lag 
is expected over the entire wavelength region since the v1 mode of N2 is centered at 2330 
cm -1  making vibrational energy transfer to N2 molecules unlikely due to the large energy 
gap (see Figure 3.6).
3 .3 .2  N O  d e te c tio n ; slow  v ib ra t io n a l- ro ta t io n a l  re la x a tio n  a n d  o x id a tio n  to
N O 2
Nitric oxide (NO) has been known to have a crucial function in mammals as NO acts 
as a neuronal messenger molecule [7]. More recently it was found th a t NO also plays
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an im portant role in plants and fruits, e.g., unripe fruits emit relatively large amounts 
of NO [29]. Nitric oxide is together with H2O vapour the gas which has been studied 
most intensively with CO laser-based spectroscopic techniques, since a number of NO 
fundamental absorption lines coincide with the high power emission lines of the CO laser 
[14, 34, 31]. In the early seventies Patel was able to detect minute amounts of NO using a 
PA detector based on a complex spin-flip Ram an CO laser [39]. Chemiluminescence can 
detect NO down to a concentration of 5 ppt which is much better than  this spectrometer (1 
ppb), however in contrast to chemiluminescence NO and NO2 can be easily discriminated 
since their absorption spectra are different. Figure 3.8 shows the NO spectrum  as was 
recorded using a certified gas mixture of NO buffered in nitrogen (10.2 ±  0.2  ppm, Air 
Liquide).
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Figure 3.8: Recorded NO absorption coefficients, the absolute value of the absorption 
coefficients has been scaled to Hitran database [22]. The error indicated is the standard 
deviation of the data. The relatively large standard deviation on some laser lines is due 
to H2O vapour interference.
1
Ideally, the vibrational energy of the NO molecule should be converted into translational 
energy within a time th a t is short compared to the modulation period of the light (in our 
case 0.9 ms). However, due to the high energy of NO’s first vibrational state, vibrational- 
translational energy (V-T) transfer is slow, e.g., the V-T relaxation time of NO is 0.3 ms 
for low NO concentrations buffered in dry nitrogen [28, 3]. Rate constants for quenching 
of vibrationally excited NO by N2, O2, and H2O are 3.3 • 103, 6.5 • 105, and 3.8 • 107 a tm -1  
cm-1 , respectively [3]. Therefore, addition of O2 or the polar H2O molecules drastically 
reduces the V-T relaxation time of NO. In a gas sample containing 10 ppm  NO and about 
35 ppm H2O vapour buffered in N2 phase shifts up to 68° were measured on laser lines 
showing strong NO absorption as compared to strong H2O vapour absorption lines. By 
assuming th a t on these la tter laser lines V-T relaxation is instantaneous (i.e., ^  0.3 ms) 
a phase shift of 56 ±  3 ° is found which is somewhat lower than  the observed phase shift
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of 68 ±  1° [3].
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Figure 3.9: NO recording in air on the set of 3 selected laser lines as indicated in Fig­
ure 3.8: v8j7 (◦, very low NO, relatively strong H2O absorption), v8j8 (♦, low absorption 
both by H2O and NO), and v8j9 (W, strong NO and low H2O absorption). The recorded 
value is only 70 % of the set value and therefore probably part of the NO is oxidised to 
NO2 .
Figure 3.9 shows results of a measurement of NO buffered in air on three neighbouring 
CO laser lines; the system th a t was calibrated with NO buffered in pure nitrogen. To obtain 
a series of different concentrations a 10 ppm  NO mixture was mixed dynamically with O2 
and N2 using mass flow controllers. It is seen th a t only at the v8j9 the PA signal strongly 
changes as the NO concentration changes. All measured concentrations are systematically 
lower than  the set values, probably due to partial oxidation of NO to NO2. The time period 
between mixing and detection in the PA cell is on the order of a few minutes, much longer 
than  the half-life time (T 1/2) of 5-12 s in air as stated by Snyder [43]. This discrepancy 
can be a ttribu ted  to the absence of O3 as T 1/ 2 of NO in O2 is ^  1 year, however, T 1/ 2 of 
NO in air containing 15 ppb O3 is only 100 s [11, 50].
3.4 O peration in the A v = 2  m ode
3.4.1 D e te c tio n  o f C 2H 6; a  m a rk e r  for lip id  p e ro x id a tio n
In humans, animals, and plants many diseases seem to share a single cause, a class of 
molecules known as free radicals. These reactive molecules can start a chain of reac­
tions known as lipid peroxidation which leads to cell membrane degradation [20]. Ethane 
(C2H6), one of the products of lipid peroxidation, can serve as a marker for membrane
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degradation. However, most samples release ethane normally at trace levels [33]. Until 
recently, no sensitive C2H6 detectors were available and long accumulation periods were re­
quired in order to reach working range of the gas analyser (normally a gas chromatograph). 
W hen studying ripening fruits or plants, ethane detection using gas chromatography suf­
fers from interference with the normally much more abundant ethylene (C2H4) th a t has a 
similar retention time as C2H6 [8 , 33].
Time (hours)
Figure 3.10: Ethane recording using the CO laser operating in the Av=2 mode. Tenppm  
of C2H6 in N2 was mixed dynamically with pure N2 using electronic mass flow controllers 
(total flow rate 2 l/h). Set values and obtained values (the latter in parenthesis) are both 
given. A t the times indicated by the arrows an injection of 1 ml N2 with 10 ppm C2H6 
was made, i.e., 10 nl C2H6. The inset shows these injections enlarged.
Ethane can be detected much more sensitive using a CO laser based spectrometer 
operating around 3 ¡im [32, 41]. As a drawback, C2H4 and C2H6 show their strongest 
absorptions on the same laser lines and the use of a chemical C2H4 scrubber might be 
necessary to overcome this problem (see Chapter 2.8 and [32]). Figure 3.10 shows a 
recording of a series of C2H6 concentrations in nitrogen, for this purpose a certified gas 
mixture of 10 ppm  C2H6 in nitrogen (purchased from Hoekloos) was mixed dynamically 
with pure N2. In addition, small amounts of C2H6 were injected, showing high sensitivity 
of the system for C2H6 (detection limit is 0.5 ppb).
As a practical example of C2H6 detection, one has studied membrane damage in maize 
leaf induced externally by applying paraquat (methyl viologen) to the leaf. Paraquat is a 
well-known herbicide th a t interferes with the intracellular electron transfer systems of the 
weed [12]. As a result, super oxide (and possibly other radicals) accumulates, leading to 
destruction of lipid cell membranes in the leaves [10]. Figure 3.11 presents the results for 
a maize leaf th a t was treated in the dark with one mM paraquat (supplied by Gramaxone)
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Figure 3.11: C2H6 emission by a paraquat treated maize leaf (fresh weight 2 gram). A t 
the start of the measurement an empty cuvette was measured, showing the background 
level of C2H6 in the gas flow. A t point A the maize leaf that had been treated with one 
mM  paraquat in the dark for 1 h, was placed in the cuvette. The bar at the bottom 
indicates the dark period. From point B and further, the leaf was exposed to light (1000 
/imol m -2 s-1).
for 1 h. In the darkness the leaf releases no C2H6, but in the light an almost immediate 
response in C2H6 emission is observed. After exposing the leaf to light, electron transport 
takes place in the process of photosynthesis. Due to the paraquat, these electrons do not 
enter the photosystem, but lead to formation of free radicals causing membrane damage and 
C2H6 formation [10]. The high concentration of paraquat breaks down the photosynthetic 
system, and, eventually, kills the entire leaf as visually observed. Hence, a transient C2H6 
burst is observed. To measure low and fastly changing C2H6 evolution by the leaf, one 
needs a fast and sensitive spectrometer as normal gaschromatographic analysis is not able 
to unravel this highly dynamical process.
3 .4 .2  D e te c tio n  o f m e th a n e ; em ission  by  cock ro ach es
Methane (CH4) is another molecule tha t exhibits a strong absorption in the A v=2 wave­
length region. Its atmospheric concentration is at present only 1.7 ppmv, but on a per- 
molecular basis CH4 is 25 to 30 times more effective as greenhouse gas than  CO2 [25]. 
Hence, next to CO2, CH4 has the greatest influence on the global radiative balance and 
there exists a substantial interest in sources producing CH4 [1].
Already in 1971 Kreuzer dem onstrated detection of low CH4 levels (10 ppb) was possible 
using a photoacoustic spectrometer based on a HeNe laser [26]. Later, Bijnen and co­
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workers recorded CH4 emission of insects using a CO laser operating in the A v=1 mode
[4], however this approach has several drawbacks, e.g., the laser power was relatively low 
on laser lines th a t show strong CH4 absorption and, in addition, kinetic cooling occurs in 
gas samples containing O2. Here, we recorded CH4 by operating the CO laser in the A v=2 
wavelength region where many laser lines show a good degree of overlap with the CH4 
absorption lines. The sensitivity obtained in this work (1 ppb) is a factor of 10 better than  
th a t obtained in previous study [4]. Figure 3.12 shows measured and calculated (Hitran 
database) CH4 absorption coefficients in a part of the A v=2 wavelength region [22].
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Figure 3.12: CH4 absorption coefficients as measured (•) and calculated (n) from Hitran
database. The error indicated is the standard deviation of the data.
Methanogens, a group of strictly anaerobic (i.e., without O2) bacteria, produce CH4 as 
an end product of their energy metabolism. Their habitat includes flooded soils, intestinal 
tract of humans and animals, large dental caries, and insects [23]. We studied breathing 
pattern  of an American cockroach (Periplaneta americana) containing such bacteria by 
measuring the release of CO2 and CH4 [19]. Ten pairs of valves (spiracles) on the insects’ 
body regulate the gas exchange between insect and atmosphere. When insects opens their 
spiracles O2 can enter while CO2 and CH4 can leave the body. During the so-called flutter 
phase, spiracles are opened shortly and only a small amount of gas is exchanged with the 
atmosphere. In the burst phase spiracles remain open for a longer period leading to a 
relatively high emission of CO2 [30]. Release of CH4 was recorded using the photoacoustic 
spectrometer and CO2 release monitored with an infrared gas analyzer (URAS 10E, H art­
m ann & Braun, Frankfurt am Main, Germany). Methane was recorded on a single laser 
line in order to obtain a good time response. Spectral interference due to CO2 and H2O 
released by the cockroach was negligible (as it was dem onstrated by deliberately injecting 
these gases in the gas flow).
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Figure 3.13: CH4 and CO2 release by a cockroach (Periplaneta americana, weight 1 g) 
kept at 22 °C, showing two characteristic respiration cycles. Over the insect an air flow 
of 20 l/h  was passed. Subsequently the flow was split, 10 l/h  to the PA cell and 10 l/h  
to the CO2 analyzer. Two clearly different phases can be distinguished, i.e., fluttering 
(F) and burst (B). During the fluttering phase CO2 emission is low, while CH4 release 
initially rises rapidly but then becomes stable. During the burst period CO2 emission is 
high and CH4 release is initially also high but then decreases to lower levels.
Figure 3.13 shows two characteristic respiration cycles of the cockroach; each lasts 
about 20 minutes. The emission peaks of CH4 and CO2 coincide in time, however, the 
overall release patterns of CO2 and CH4 are dissimilar due to different physical properties 
of these gases and differences in refilling of the tracheal system [6]. The time response 
of both detectors was checked by injecting gas in the flow and determining the 1/e-decay 
time. Measured decay times are 6.3 ±  0.1 s for CO2 and 3.56 ±  0.07 s for CH4; this is in 
agreement with our observation; CO2 emission peaks are broader than  those of CH4 (the 
la tte r are only 8 seconds wide).
Although th a t only few of the examined cockroaches em itted CH4, and the fact th a t 
CH4 emission of a single cockroach is low (<1 im o l g_1h _1), the to tal emission from all 
CH4 releasing insects contributes significantly to the total CH4 emission [19]. However, 
their precise contribution is still under debate [18].
3.5 C onclusions
A versatile photoacoustic spectrometer based on a newly designed CO laser was presented. 
The laser can operate both in A v=1 and A v= 2  mode (5.1-8.0 and 2.8-4.1 ¡im) on almost 
400 laser lines. The discharge tube has an additional inlet and an extra pair of outlets to
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enhance gas refreshment in the tube. Furthermore, a number of rings placed within the 
discharge tube (to make the gas flow more turbulent) resulted in an improved cooling of the 
gas as evidenced by a shift of the laser output to lower J-values. Examples of NO, C2H6, 
and CH4 detection with a sensitivity at a (sub)ppb level were discussed. Measurement of 
the respiration of a cockroach showed th a t the spectrometer is not only sensitive, but also 
has a good time response (8 seconds at a flow rate of 10 l/h ).
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Chapter 4
O n-line d etection  o f trace gas em ission  by avocado  
under changing O2 levels
A bstract
The dynamically fermentative behavior of avocado (Persea america, cv. Fuerte and Hass) 
was studied under anaerobic and low O2 conditions. Time-evolution of CO2 and fermen­
tative metabolites (acetaldehyde and ethanol) were on-line monitored using a sensitive 
laser-based photoacoustic spectrometer. The emission of acetaldehyde and ethanol could 
be qualitatively described by a fermentation model. Switching from anaerobic to aerobic 
conditions yielded a high upsurge in acetaldehyde release (about 30-fold). Compared to 
other fruit this upsurge is unprecedented, probably due to the high ADH activity in av­
ocado. The acetaldehyde formed after the switch to aerobic conditions, might, in part, 
explain the success of short anaerobic treatm ents in reducing ethylene release and ACC 
oxidase activity. In addition, post-hypoxic addition of O2 resulted in a burst in acetalde­
hyde emission. These measurements present new ways to gain insight about internal gas 
atmosphere of the fruit.
S.T. Persijn‘ F.J.M . Harren
Life Science Trace Gas Exchange Facility, University of Nijmegen, Toernooiveld 1, 6525 
ED Nijmegen, the Netherlands
Trace gas analysis o f avocado under low O2 levels 66
4.1 Introduction
Respiration control is a prerequisite for slowing down ripening and senescence of fruits 
during storage. It is for this purpose th a t levels of 1-10% O2 and up to 10% CO2 are 
frequently applied during the storage period [3]. These alterations of gas compostion are 
commonly known as controlled atmosphere (CA). In addition, CA conditions inhibit ethy­
lene production, a gaseous hormone which, even when present in minute concentrations, 
can promote senescence and reduce the shelf-life of crops [30]. The optimal storage tem ­
perature depends heavily on the fru it’s origin; fruit from the tem perate zone can be stored 
in some cases even below 0 °C, while (sub)tropical fruits are sensitive to chilling injury 
and therefore require higher tem peratures [5]. A trend in storage of some commidities is 
to reduce the O2 level even more in order to suppress the crops’ respiration further [16]. 
Interestingly, a positive side effect of a low O2 atmosphere on some commodities is a reduc­
tion in chilling injury symptoms [28]. By lowering the level of O2, aerobic respiration is 
gradually replaced by alcoholic fermentation [38]. In the la tte r process, pyruvate formed 
in the glycolysis is converted into acetaldehyde, which in tu rn  is reduced to ethanol. A 
schematic view of the alcoholic fermentation pathway is shown in Figure 4.1.
CO NADH + H NAD+2
C ,„ ,o ^ c :H , 0 - W -  C.H.OH
(pyruvate) (acetaldehyde) (ethanol)
Figure 4.1: Schematic overview of the alcoholic fermentation pathway. In the glycolysis 
glucose degrades to pyruvate yielding 2 ATP. Pyruvate is converted into acetaldehyde 
and CO2, in a reaction catalyzed by pyruvate decarboxylase (PDC). The enzyme alcohol 
dehydrogenase (ADH) reduces acetaldehyde to ethanol. Alcoholic fermentation yields per 
glucose molecule only the 2 ATPs as generated in the glycolysis, which is very ineffective 
as compared to the 32 ATPs generated per glucose molecule in the normal respiratory 
pathway [33, 35].
Short anaerobic periods delay ripening and ripening related processes in a variety of 
fruits (e.g. peach and avocado) [18, 29]. A similar response is obtained when acetaldehyde 
vapour is applied externally [18]. It is hypothesized th a t acetaldehyde delays fruit ripen­
ing by a biochemical alteration at the site of ethylene synthesis [24]. In particular, it was 
shown for avocado fruit th a t exogenously applied acetaldehyde inhibits ACC-oxidase activ­
ity (the enzyme active in the final step of ethylene biosynthesis) [29]. In part, the delay in 
ripening due to an anaerobic treatm ent is possibly caused by acetaldehyde formed after the 
anaerobic treatm ent, since returning the fruit from anaerobic to aerobic conditions yields a
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transient burst in acetaldehyde due to oxidation of ethanol accumulated in the tissue [20]. 
Two pathways have been suggested to account for this burst: a NAD+-dependent con­
version of ethanol to acetaldehyde catalyzed by ADH and a hydrogen peroxide-dependent 
peroxidation controlled by catalase [20, 39].
W hen the O2 level in a storage room is low, the crop will s tart to ferment [38, 21]. As 
such, acetaldehyde and ethanol can serve as markers for sub-optimal storage conditions; 
a timely observation is required in order to extend the storage period [31]. However, in 
the storage room the concentration of these (and other trace gases) is normally below the 
detection limit of conventional gas analyzers, and hence long accumulation periods are 
needed to obtain detectable concentrations. In addition, accumulation influences the level 
of other compounds thereby possibly altering the crops’ metabolism [20]. Over the past 
years, laser-based photoacoustic trace gas detection proved to be a sensitive technique, 
allowing parallel detection of ethanol, acetaldehyde, and various other trace gases at, and 
below the part per billion level [39, 25]. An additional advantage of this m ethod is the 
fast response making it suitable for on-line analysis.
Here, on-line measurements of trace gases (ethanol, acetaldehyde, CO2, and ethylene) 
released by avocado (Persea america, family Lauraceae cv. Fuerte and Hass) using a CO 
laser-based photoacoustic spectrometer are presented. Avocado is an extraordinary fruit 
for a number of reasons: it possesses up to 3-104 stom ata per fruit, the largest number 
of stom ata reported for fleshy fruits [7], such a large number of stom ata facilitate the 
gas exchange with the atmosphere. Avocados do not ripen while attached on the tree, 
the reason is not yet clear, but it is hypothesized tha t some tree factor inhibits ripening 
[1, 36]. Furthermore, avocado is one of the few fruits th a t contains high amounts of oil (up 
to 30 %) [32]. Trace gas release by avocados was studied under anaerobic, post-anaerobic, 
and post-hypoxic conditions. The kinetics of the acetaldehyde and ethanol emission was 
described by the m athem atical model developed by Oomens et al. [22]. Our results are 
compared with data of other commodities and the possible impact of the results on fruit 
storage is discussed.
4.2 M aterial and m ethods
Avocado fruits (cv. Fuerte and Hass) were obtained from a local retailer. A single fruit 
was placed in a glass cuvette (volume 1 l) connected to a flow-through-system. The flow 
rate (2-5 l/h ) was accurately controlled by mass flow controllers (Brooks, Veenendaal, 
The Netherlands). A three-level cold trap  was operated to reduce the level of interfering 
compounds (mainly H2O vapour) in the gas flow [25]. After passing the cold trap, the 
gas flow entered a photoacoustic cell placed inside the cavity of a line-tunable CO laser 
[6 , 39]. To determine the trace gas concentrations in the gas flow, the photoacoustic signal 
was recorded on a set of selected laser lines. The number of lines depends on the number 
of compounds to be analysed (no. of laser lines ^  no. of gases). The number of included 
laser lines determines the time resolution of the system; approximately one minute per 
laser line is required. In our case, the photoacoustic signal was recorded on six laser lines 
selected on basis of the following criteria: laser power, absorption strength, and spectral
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interferences [25]. The concentration of acetaldehyde, ethanol, CO2, ethylene, and H2O 
vapour was calculated from the measured photoacoustic signals. An O2 analyzer (Xendos 
1800, Servomex, the Netherlands) monitored the O2 level in experiments in which the O2 
level was gradually increased. All experiments were performed on single fruit to prevent 
averaging out of individual fruit responses; therefore results shown here do not represent 
the mean of many replicates, but show rather behaviour of a single piece of fruit. However, 
similar response patterns were observed in other analysed fruits, although absolute emission 
rates can vary considerably from fruit to fruit. All experiments were performed at room 
tem perature.
4.3 R esu lts
4.3 .1  A v o cad o  f ru it  u n d e r  a n a e ro b ic  co n d itio n s ; m o d e llin g  a n d  c o m p ariso n  
w ith  o th e r  c o m m o d itie s .
Figure 4.2 shows release of ethanol, acetaldehyde, and CO2 by an avocado under anaerobic 
conditions. During anaerobiosis, ethanol emission increases linearly with time, a linear 
fit of the data yields R =  0.998 (N=151, P<0.0001). The release of acetaldehyde, the 
precursor of ethanol, becomes stable after fruit was kept about 10 hours under anaerobic 
conditions.
The time-evolution of acetaldehyde and ethanol seems characteristic for a number of 
commodities kept under anaerobic conditions, including bell pepper [12 , 21], salak (a 
tropical fruit, unpublished), and pear (see Figure 2.7). In addition, in Sturmer Pippin 
apples, ethanol content increased linearly for at least 60 days [11], while ethanol evolution 
increased linearly for Brussel sprouts and Jonagold apples for periods up to at least 15 and 
50 days, respectively [31]. Oomens et al. described the observed emission pattern  using a 
simple m athem atical model [22]. It is assumed th a t emissions of acetaldehyde and ethanol 
is proportional to their internal concentrations and tha t emissions are low and therefore 
they do not alter internal levels. The following rate equations for acetaldehyde and ethanol 
evolution inside the fruit can be formulated:
'I[AA] - H P ]  -  k2[AA] (4.1)
dt
d[EtOH]
k2 [AA] (4.2)
dt
where [AA], [EtOH] and [P] are the concentrations in the fruit of acetaldehyde, ethanol, 
and pyruvate, respectively; k1 and k2 represent the PDC and ADH activities. Pyruvate is 
assumed to be non-limiting and constant. The rate equations 4.1 and 4.2 can be solved 
analytically for [AA] and [EtOH] using the boundary conditions [AA](0)=[EtOH](0)=0:
[AA](t) =  • [1 -  e-k2d] (4.3)
2
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Figure 4.2: Typical ethanol, acetaldehyde, and CO2 release from avocado under anaer­
obic conditions. Note that only half the data points are shown for clarity. A t t=1 h 
the avocado was placed in the cuvette under anaerobic conditions. The ethanol and 
acetaldehyde release are fitted (solid lines) using equations 4.3 and 4.4.
[EtO H ](t) =  ki[P] ■ t +  ■ \e-k2d -  1] (4.4)
k2
Figure 4.2 shows a fit of the ethanol and acetaldehyde release using equations 4.3 and 
4.4. While equations 4.3 and 4.4 describe the acetaldehyde and ethanol formation inside 
the tissue, our measurements are performed in the headspace of the cuvette. Therefore, 
each curve was fitted with its own parameters, although equations 4.3 and 4.4 contain in 
fact only two parameters, i.e., k2 and k1[P]/k2.
4 .3 .2  P o s t-a n a e ro b ic  a n d  p o s t-h y p o x ic  effect in avocados; an  u n p re c e d e n te d ly  
h ig h  u p su rg e  in a ce ta ld eh y d e .
Figure 4.3 presents the acetaldehyde and ethanol emission of another avocado fruit. Insert­
ing the avocado in the cuvette is immediately followed by a short artificial peak in release 
of both, acetaldehyde and ethanol (see also Figure 4.2). This peak is due to spectral inter­
ference between ethanol and ethylene [25] and a change in resonance frequency because O2 
enters the flow system when opening the cuvette. Ethylene is released in relatively large 
amounts at the start of the measurement, since during th a t period O2 is still available to 
the fruit. Under anaerobic conditions ethanol emission increases linearly with time (see
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Figure 4.3: A t t = 0.3 h, the avocado was placed in a cuvette under anaerobic conditions. 
A t t=  7.2 h, as indicated by the left most arrow, 2.1 % O2 was added to the gas flow giving 
an immediate and high upsurge in the acetaldehyde emission. A t 18.2 h (middle arrow) 
anaerobic conditions were restored and at 20.6 h (right arrow) post-anaerobic conditions 
were repeated. An artificial peak occurs both in acetaldehyde and ethanol after the fruit 
was placed in the cuvette mainly due to C2H4 interference (see inset). After 4 h, C2H4 
release decreases to insignificant levels. Note that the error in the C2H4 release increases 
as ethanol interference becomes larger.
also Figure 4.2). After adding 2 .1% O2the ethanol release first stabilizes after which it 
decreases very slowly while release of CO2 is almost not influenced (latter not shown). As 
only a very slow ethanol wash-out from the fruit is observed, some ethanol is probably still 
formed under these gas conditions [38, 21]. The acetaldehyde emission shows a complete­
ly different pattern; within minutes after adding O2, a huge upsurge is observed. In the 
steepest part of the curve acetaldehyde emission triples within only 10 minutes. The actual 
emission by the fruit increases even faster, as the measured emission curve is broadened by 
the flow-system (mainly the cuvette). Table 4.1 presents some measured param eters of the 
post-anaerobic upsurge in acetaldehyde. The acetaldehyde emission increases 32-fold after 
switching to post-anaerobic conditions and shows a maximum in less than  1 h after adding
O2. Subsequently, emission of acetaldehyde decreases exponentially, fitting the emission 
with a single exponential decay yields a decay-time of 1.5 h (R2=  0.97±0.02), which is 
much faster than  in case of ethanol.
Restoring again anaerobic conditions results in a fast decrease of acetaldehyde emission 
(fit exponential decay: R2=0.989, decay time =  0.70±0.05 h). About 2.5 h after switching, 
virtually no acetaldehyde is released anymore. Zuckermann and co-workers hypothesized
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Table 4.1: Measured parameters of the post-anaerobic upsurge in acetaldehyde (AA) 
release. Data are average of four measurements plus standard deviation.
AAA A maximum 
A A anaerobic
32±15
period between adding O2 
and maximum AA release (h)
0.88±0.13 h
exponential decay time (h) 1.5±0.5 h
R2 exponential fit 0.97±0.02
th a t the reduction in O2 level arrests further formation of active O2 species, and therefore 
H2O2 is no longer available for the conversion of ethanol to acetaldehyde [39]. Note 
th a t after restoring anaerobic conditions, some acetaldehyde is formed in the fermentation 
processes, but this amount seems insufficient to counteract the large drop due to the 
reduction in H2O2 level. After adding 2 .1% O2 again, a new, but smaller upsurge in 
acetaldehyde emission was observed.
As previously mentioned, short anaerobic treatm ents might extend fruits’ shelf life, but 
the main interest in crop storage remains the application of low O2 conditions to slow 
down ripening [8 , 18]. Therefore, we studied the trace gas emission of avocado under 
such conditions; the post-anaerobic experiments were repeated starting with low O2 levels 
instead of anaerobic conditions. Figure 4.4 shows the acetaldehyde release by avocados 
stored at low O2 levels, after which the O2 level was increased.
¿3
'eg
5 .| 90, / ^ V 00-«“ '0
s f 1
1 ---------------------------1---------------------------1-------------------------- T
1 2  3 4
Time (hours)
6
0
Figure 4.4: Avocados were kept at 0.2 (o) and 0.6% O2 (M) for 16 hours, after which the
O2 level was increased to 1.2 % O2. The results indicate that an upsurge in acetaldehyde, 
not only occurs when the fruit was initially kept under anaerobic conditions, but also 
after storage under low O2 levels.
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Also in this case, an upsurge in acetaldehyde release is observed, similar to when starting 
with anaerobic conditions, however, shape and height of the upsurges are different (see 
Figure 4.3). In avocado fruit, a large radial O2 gradient exists, in particular along skin 
and flesh and to a lesser extent along the seed [37]. This implies th a t although low O2 
concentration was externally applied, inner part of the tissue may be anaerobic. Hence, 
switching to higher O2 levels might change part of the tissue from anaerobic to hypoxic 
conditions giving the expected upsurge in acetaldehyde. This is in agreement with our 
observation; starting from a low O2 level (0 .2%) results in a higher upsurge in acetaldehyde 
than  starting at a somewhat higher O2 level (0.6%), since at 0 .2% O2 more tissue will be 
anaerobic. The amount of acetaldehyde formed due to post-hypoxic addition of O2 might 
therefore be indicative for the amount of anaerobic tissue. After storage under low O2 levels, 
such acetaldehyde upsurge can possibly extend or shorten the crops’ shelf-life, depending 
on the kind of crop [13, 4, 27, 29].
Figure 4.5 presents production rate of acetaldehyde from avocado under a stepwise 
increasing O2 level. The acetaldehyde emission also shows a stepwise behaviour, but the 
stepsize diminishes at higher O2 levels. As this stepsize is decreasing, probably less tissue is 
transferred each time from anaerobic to hypoxic conditions. The levels of CO2 and ethanol 
are virtually not influenced by changes in O2 level.
Time (hours)
Figure 4.5: Acetaldehyde release by avocado under a stepwise increasing O2 level. The 
avocado was kept under anaerobic conditions for 15 hours before the measurement started. 
The O2 level in the cuvette was increased in steps as marked by the dashed lines. The 
O2 level in the cuvette stabilized within two minutes after adding extra O2. Adding O2 
hardly influenced the ethanol and CO2 release (data not shown).
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4.4 D iscussion
Under anaerobic conditions, avocados released only small amounts of acetaldehyde (as 
compared to the amount of ethanol). Various other commodities, including certain apple
[23] and pear (Figure 2.7) cultivars, release acetaldehyde and ethanol initially at similar 
rates upon exposing the fruit to anaerobic conditions. The observed burst in acetaldehyde 
during post-anaerobiosis was very high (32-fold increase) for avocado as compared to the 
upsurge found in other samples. For example, Zuckermann et al. observed a 3-fold increase 
in Red Bell pepper, Monk and co-workers found a 5-fold increase in Glyceria maxima 
rhizomes, while for Conference pears a 2-fold increase was observed (unpublished) [39,
20]. Both phenomena can probably be related to the high alcohol dehydrogenase activity 
in avocados, e.g., Ke and co-workers reported a 40 to 80-fold higher ADH activity (see 
Figure 4.1) for avocado as compared to pear fruit [14].
As opposed to Red Bell pepper, the post-anaerobic upsurge in acetaldehyde could not 
be prevented by slowly restoring the O2 level. These contrasting results are possibly due 
to the different structure of both  fruits: in the pepper the O2 level in the tissue is almost 
equal to th a t of the surrounding atmosphere (e.g., in ambient air the internal O2 level is 
18% [21]), whereas large O2 gradient exists in bulky avocado [37]. Due to such large 
gradient in avocado, each stepwise increase in the O2 level is expected to bring a new inner 
layer of tissue from anaerobic to hypoxic conditions. Every O2 addition will thus lead to 
a new post-anaerobic effect, giving each time a new burst in acetaldehyde emission. An 
upsurge in acetaldehyde was also observed when fruit was initially kept under low O2 levels, 
instead of anaerobic conditions (see Figure 4.4). This result strengthens the assumption 
tha t, although O2 was externally applied at a low level, part of the fruit tissue experiences 
anaerobiosis.
The acetaldehyde formed under anaerobic or after post-anaerobic/hypoxic conditions 
can influence the post harvest life of the fruit. As mentioned earlier, in a number of fruits 
the post harvest life can be extended. On the other hand, for some fruits (such as pear 
and grapes) a promotion of ripening was reported [13, 27]. Furthermore, acetaldehyde 
is a very reactive compound th a t is toxic to tissue and can cause post-anaerobic injury 
[24, 20]. In addition, certain compounds formed during the fermentation processes might 
lead to off-flavours or odours [10, 19].
Assuming th a t all CO2 is generated in the alcoholic fermentation pathway (see Fig­
ure 4.1), the CO2 production should equal the sum of acetaldehyde and ethanol produc­
tion, albeit, our measurements indicate tha t, especially at the start of anaerobic period, 
CO2 is released at a much higher rate. Equal CO2 and ethanol releases are expected on­
ly after several months of anaerobiosis. For this calculation, CO2 emission was assumed 
constant and ethanol release should continue to increase linearly (ethanol release of avo­
cado increases linearly for at least 24 hours, while e.g., ethanol release by Jonagold apples 
increases linearly for anaerobic periods up to at least 50 days [31]). Also in other crops 
stored under anaerobic or low O2 conditions, CO2 is released at relatively higher rates 
than  acetaldehyde and ethanol but in general not in such an extreme case as for avocado 
[17, 11]. Several possible explanations for the excess of CO2 formation can be found in 
literature. For example, Bartley and co-workers showed th a t apples can metabolise ethanol
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into ethyl acetate while Fidler suggested th a t CO2 arises partly from malic acid oxidation 
[2, 10]. For an overview of reactions th a t generate CO2 without the formation of ethanol 
and reactions in which ethanol is further metabolised the reader is refered to [23, 11]. 
Therefore, in avocado fruit such processes must play a dominant role.
The simple fermentation model gave an adequate, but qualitative, description of the 
ethanol and acetaldehyde release. In order to get an estimate for internal acetaldehyde and 
ethanol levels, the solubility KH of these gases in the tissue must be known [15] (Henry’s 
law constant KH =  ca/p fl, ca the concentration of the species in the liquid phase and pfl 
the partial pressure of th a t species in the gas phase [34]). To estim ate this value, in pure 
H2O of 24 °C, the KH for acetaldehyde and ethanol are 15 and 200 M /atm , respectively. 
The ratio of ethanol to acetaldehyde inside the tissue should be 200/15 times higher than  
th a t measured by us in the headspace (note th a t avocado fruit has a high oil content 
and K h values are therefore only an estimate). However, Peppelenbos et al. found using 
a gas exchange model, almost equal ratios for ethanol and acetaldehyde (377 and 267, 
respectively) in Cox Orange Pippin apples [23]. This result indicates th a t the ratio of 
200/15, valid for steady-state conditions, might not apply here. Another complicating 
factor is tha t ethanol and acetaldehyde both  continuously produced, diffuse out of the 
fruit, and are carried away from the headspace. In order to correct for this, the diffusion 
resistance of the fruit for ethanol and acetaldehyde has to be taken into account.
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Chapter 5
Sensitive, on-line recordings o f d iscontinuous w ater  
loss by W estern Flower thrips (Frankliniella occidentalis)  
using a laser-based detector.
A bstract
On-line recordings of discontinuous H2O loss by Western Flower thrips (Frankliniella occi­
dentalis, average weight 50 fig) were performed operating a laser-based detector. The H2O 
loss of a single thrips could be recorded with high sensitivity (practical detection limit 30 
ppb). To our knowledge, these data  represent on-line H2O loss recordings of the smallest 
insects ever measured. We tested the effect of elevated CO2 levels on the rate of H2O loss. 
Elevated CO2 levels are known to stimulate opening of the spiracles and hence exposure to 
high CO2 levels in combination with an insecticide might be an effective tool to kill insects. 
Thrips could survive at 0% and 16% CO2 for more than  10 hours while at 34% CO2 this 
period was reduced to less than  2 2 hours. A surprising outcome of this research is th a t 
these small insects can survive such a long period under the low humidity (0% RH) of the 
applied gas flow.
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5.1 Introduction
Western Flower thrips (Frankliniella occidentalis) are small insects (1-2 mm, 50 ig )  be­
longing to the order of Thysanoptera (Thripidae), the smallest winged insects [12]. F. 
occidentalis is widespread on greenhouse, agricultural and horticultural crops in North 
America and Europe [8 , 19]. Since 1983, F. occidentalis is also a serious pest in Dutch 
greenhouses [14]. They have piercing-sucking m outh parts and feed by puncturing cells 
of plants, sucking out the cell contents thereby killing the plant tissue. Besides their pest 
status, thrips are also vectors of tosposviruses, a group of viruses which causes severe losses 
worldwide in im portant crops, as for example in tomatoes and chrysanthemums [20].
Controlled atmosphere (CA) storage using elevated CO2 and /or reduced O2 levels is 
frequently applied to retard  ripening and extend the storage life of crops. As a positive 
side effect, CA storage conditions can be effective against pathogens and insect pests [4]. 
High CO2 levels stimulate spiracle opening and hence, exposing insects to elevated CO2 
levels can lead to a desiccation of the insects. For example, H2O loss in m oth pupae has 
been shown to increase 6-fold after exposing the animals to 18 % CO2 [3]. In addition, 
under elevated CO2 and /or reduced O2 levels the metabolic heat rate of insects decreases 
leading to energy shortage and m ortality [22].
We tested the effect of elevated CO2 levels on Western Flower thrips by monitoring H2O 
loss from these insects. Currently, most research on gas exchange in insects is based on 
recordings of CO2 released by insects; this is due to the wide availability of sensitive CO2 
analyzers (see for example [10]). Detection of H2O vapour has proven to be a much more 
difficult task partly due to the high background level of H2O vapour as compared to th a t of 
CO2. Gravimetric methods used to detect H2O vapour are very sensitive to movements of 
living insects and decapitation of insects is often necessary to overcome this problem [13]. 
In addition, recorded values must be corrected for the simultaneous, but not necessarily 
equal, mass changes of O2 and CO2 [9]. Measuring H2O loss using radioactive isotopes has 
the advantage th a t it can be used in the presence of a high ambient H2O concentration; 
however a drawback is its relatively poor time resolution [5]. Alternatively, H2O vapour 
can be detected with a thin-film capacitor, a technique th a t has a good response time but 
insufficient sensitivity [17].
More recently, much more sensitive H2O vapour detectors based on infrared absorption 
have been developed (see for example [21]). Here, we monitored H2O loss from thrips using 
a photoacoustic detector based on an infrared laser. Photoacoustics is a sensitive technique 
for on-line monitoring of trace gases at high time resolution [6]. Recently, this detector 
has been applied to study CH4 and H2O vapour release by cockroaches and beetles with 
detection limits of 10 and 100 ppb, respectively [2]. These insects, with a weight of a few 
gram, release rather large quantities of H2O vapour (typically a few hundred im o l/h ) . In 
contrast, thrips release only minute amounts of H2O due to their small body size, imposing 
high demands on a detector and the content of H2O vapour in the gas streaming over the 
insect. Hitherto, results shown here represent, to our knowledge, H2O loss recordings of 
the smallest insects.
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5.2 M aterial and M ethods
W ater vapour is on-line detected using a fast and sensitive photoacoustic technique [6 ]. The 
photoacoustic cell is placed inside the cavity of a liquid nitrogen-cooled carbon monoxide 
laser, the emission lines of which cover the infrared wavelength region between 5 and 7.9 
im . The use of this intense light source (up to 30 W att inside the cavity), combined with 
the very strong absorption of H2O vapour in this wavelength region, enables a sensitive 
detection of H2O vapour. The detector is able to detect very small absorptions, but only 
on a relatively low background signal; typically the absorption signal should be larger than  
1% of the background signal. In order to detect H2O vapour release from such small insects 
requires the availability of a very dry gas flowing over the insect, this is achieved by placing 
a container with phosphorus pentoxide (P2O5) in the gas flow (see Figure 5.1). A more 
detailed description of the set-up can be found in [2]. The practical detection limit for 
H2O vapour (30 ppb) is limited by the background level of water vapour (few ppm). This 
la tte r is due to residual H2O after scrubbing and the desorption rate of H2O vapour from 
tubings and the detection cell.
F ig u re  5.1: A) Picture o f F. occidentalis B) The experimental arrangement with 1) 
detection cell, 2) carbon monoxide laser, 3) mixing o f air and CO2 using mass flow con­
trollers, 4) P2O5 scrubber, 5) insect cuvette. A  gas mixture o f air and CO2 is scrubbed 
from H2O vapour and passed through a small cuvette containing the insects. The outlet 
o f the insect cuvette is connected to the detection cell.
Prior to the experiments, thrips (F. occidentalis, see Figure 5.1A) were kept on chrysan­
themums in a refrigerator (7 °C). Due to the low tem perature the insects could be easily 
handled. Adult thrips (ranging from 1 to 26) with an average fresh weight of 50 i g  per 
insect were put in a glass cuvette with a volume of 0.1  ml th a t was closed at both ends 
by a stainless steel mesh wire. A mixture of air and CO2 (0-34 %) was prepared on-line 
by using electronic mass flow controllers (Brooks 5850, Veenendaal, the Netherlands). The 
gas flow at a to tal flow rate of 1 l /h  was passed over the insect(s) (i.e., a flow velocity of
0.1 m /s in the insect cuvette) and subsequently entered the detection cell. In spite of the 
low flow rate used in the experiments, the detection cell still had a reasonably fast time
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response due to small detection volume (26 ml). Initial, opening of the cuvette in order 
to insert insect(s) increases the level of H2O vapour in the system. A very long washout 
curve is observed due to sticking of H2O vapour to the cuvette, tubings, and detection cell. 
Experiments with an empty cuvette showed th a t it takes more than  5 hours before the 
H2O vapour level in the detection cell becomes relatively constant.
The CO2 release by the insect(s) was recorded by independent measurements using a 
commercial CO2 infrared analyser (URAS 10E, H artm ann & Brown AG, Frankfurt am 
Main, Germany) at a flow rate of 0.5 or 1 l/h . CO2 recordings were only performed in air 
free from CO2. All experiments were performed at a room tem perature.
5.3 R esu lts
Time (hours)
F ig u re  5.2: Water emission o f a single F. occidentalis in an air flow o f 1 l/h . A fter placing 
the insect in the cuvette (t=0 h, data not shown) the H2O level increases dramatically in 
the system. The long decay observed is due to a washout o f H2O sticking to the insect 
cuvette, tubings, and detection cell. The inset shows an average over 5 data points (15 
seconds).
Figure 5.2 shows release of H2O vapour by a single F. occidentalis. At t= 0  h the thrips 
was put in the cuvette (data not shown). The inset depicts an average over 15 seconds 
showing more pronounced the water emission peaks. After an initial period of irregularly 
occurring peaks, a more or less regular release pattern  is observed with a periodicity of 4 
h _1. The H2O loss is very small, typically below 1 nmol in each peak. No estim ation of 
the cuticular H2O vapour release could be made due to the washout of H2O sticking to the 
insect cuvette, tubings, and detection cell.
Figure 5.3 shows water release of twenty-six F. occidentalis recorded at 1 l/h  flow of 
air. The baseline H2O vapour level is subtracted to show the H2O loss peaks more clearly. 
At the start of the measurement many peaks are observed (see upper panel) indicating
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F ig u re  5.3: Water emission by 26 thrips in an air flow of 1 l/h . The upper panel shows 
the H2O loss 2 h after the thrips were pu t in the cuvette. The lower panel shows the H2O 
loss o f the same insects 9.5 h later. Note that the baseline H2O level is subtracted.
H2O loss by many thrips. The frequency of the peaks decreases during the course of the 
measurement because a number of thrips died due to desiccation. The lower panel shows 
the H2O vapour release 9.5 hours later than  in the upper panel. A rather regular pattern  
is observed with only one peak appearing every 40 minutes, indicating th a t only a single 
thrips was still alive, as it was actually also observed during the measurement.
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F ig u re  5.4: Water emission by fourteen F. occidentalis in a 16% CO2-84% air m ixture 
(total flow rate is 1 l/h). A t t=0 h the thrips were pu t in the cuvette. The baseline H2O 
vapour level is subtracted for clarity. One o f the release peaks is shown enlarged.
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The water emission by fourteen thrips in a 16% CO2-84% air mixture is shown in 
Figure 5.4. Also here, the baseline H2O vapour level is subtracted for clarity. The results 
under 16% CO2 are very similar to those obtained with pure air. One of the peaks is shown 
enlarged. Unlike the fast rise (±  10 s) there is a very slow decay with a time constant of 
40 seconds; the la tter is partly an instrum ental effect since the polar H2O molecule tends 
to stick to surfaces, and in particular to metals, i.e., the cell and mesh wire confining the 
insect.
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F ig u re  5.5: Water emission by four thrips in a 34% CO2-66% air m ixture (total flow 
rate is 1 l/h). A t t=0 h the thrips were pu t in the cuvette. The baseline H2O vapour 
level is subtracted for clarity.
The water emission by four thrips in a 34% CO2-66% air mixture is shown in Figure 5.5. 
This result strongly deviates from the outcome of measurements performed under 0 and 
16 % CO2. In this case, H2O release peaks are observed only during first 2 1 hours. Also 
in other experiments with a 34% CO2-66% air mixture, peaks were only observed during 
the initial 21 hours. In addition, peaks observed due to H2O release are much higher for 
thrips exposed to 34% CO2.
No CO2 peaks were observed in the experiments (performed under 0 % CO2), this is 
possibly due to a lack of sensitivity of the URAS. In contrast, peaks due to H2O vapour 
release were observed at all CO2 levels (0, 16, and 34% CO2) applied. At 0 and 16% CO2, 
thrips could survive for more than  10 hours. In contrast, at 34% CO2 the maximum survival 
time was less than  22 hour (survival time is defined as the time of the last peak in H2O 
vapour release). Normally, measurements continued untill no peaks in H2O emission were 
observed anymore. After the measurements insects were inspected to confirm tha t they 
were dead. Insects exposed to high CO2 levels can be anaesthesized [7] and when returned 
to a normal atmosphere they can regain conciousness after as much as 1 hour. Possibly, 
some thrips might still be alive after the experiments although, what is more probable,
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the insects were desiccated due the arid conditions under which these experiments were 
performed.
5.4 D iscussion
To the best of our knowledge, Drosophila melanogaster, an insect with a weight of approx­
imately 1 mg, was thus far the smallest insect for which water loss has been reported [21]. 
Here, we recorded H2O emission from insects th a t weigh only 50 fig. Recording loss of H2O 
vapour from even smaller insects, with corresponding smaller amounts of H2O release, is 
difficult due to the relatively high background H2O level in the gas flow and the detection 
cell.
The tracheal system of thrips is well developed and usually opens to the atmosphere by 
means of four pairs of spiracles making discontinuous H2O loss via respiration possible and 
probably even necessary [9, 16]. However, care must be taken to interpret the observed 
discontinuous H2O loss as discontinuous respiration; also activity can lead to a discontinu­
ous release as it was shown in cockroaches (grooming led to single bouts) [9]. In addition, 
small insects like thrips are difficult to observe and therefore no good correlation between 
H2O loss recordings and their behaviour can be made.
The CO2 released by thrips could not be recorded with our URAS CO2 analyzer, prob­
ably due to a relatively low detection limit of the analyzer (0.5 ppm). At present, novel 
light sources em itting in the strong CO2 absorption regions at 2.7 and 4.3 f im  are under 
development [18]. The laser-based detector used in this study is not very suitable to mon­
itor CO2 since none of the laser frequencies coincides with a strong CO2 absorption. Using 
our experimental setup in combination with such newly developed light sources, however, 
will in the future also enable CO2 recordings at a sub-ppb level. Using this approach, it 
is expected tha t, in addition to H2O loss, the CO2 emission by thrips can also be record­
ed as the unwanted CO2 can be reduced to very low levels (sub ppm) using appropriate 
scrubbers. Hence, studying CO2 release by small insects requires a less stable detector.
Thrips could survive more than  10 hours at 0 or 16% CO2 while at 34% CO2 this 
period was reduced to less than  22 hours. Already 75 years ago, Hazelhoff showed th a t 
elevated CO2 levels stimulate spiracles to open leading thereby likely to an increased H2O 
loss [7]. This was actually observed by Birchard who showed th a t exposing m oth pupae 
to elevated CO2 levels led to a dram atic increase in H2O loss [3]. In confirmation, we 
observed th a t the amount of H2O loss under 34% CO2 is much higher than  under 0% or 
16% CO2. Furthermore, elevated CO2 and/or reduced O2 levels lower the metabolic heat 
rate of many insects, which can lead to energy shortage [22]. Increasing the CO2 level to 
50% or higher can even lead to narcosis [7].
Under conditions of low relative humidity (RH) insects are more likely to desiccate as 
their H2O emission increases, hence CA treatm ents can be more effective [1]. The H2O loss 
can eventually lead to m ortality as some critical level is reached [15]. Our measurements 
were performed at 0% RH and therefore results shown here may not apply to situations 
found in practice; for example in the flower bud, the RH is close to 100 %. The fact 
th a t these small insects with their th in  cuticle (and therefore high cuticular H2O loss) can
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survive so long at 0 and 16% CO2 is astonishing with respect to the 0% RH in the applied 
gas flow [9].
Due to its polar nature H2O tends to stick to surfaces. In order to improve the time 
response the detection cell could be constructed from glass instead of brass and in addition, 
the stainless steel mesh wire confining the insect can be replaced by one made of teflon. 
Furthermore, the flow (1 l/h ) used in these experiments could be increased. Although the 
average H2O vapour concentration will be then lower the H2O loss peaks will be narrower 
and in addition, the background H2O level will decrease since the rate of desorption of 
H2O vapour from the system is rather constant. For example, a five-fold increase of flow 
rate will lead to a less than  five-fold reduction in the recorded peak value of H2O vapour 
and at a lower H2O background level giving a better insight into dynamics of emission.
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Chapter 6
T he use o f th e  inert tracer gas SF6 as a too l to  
determ ine th e  tracheal volum e and respirative  
behaviour o f insects.
A bstract
The biological inert tracer gas SF6 was used to study the respiration patterns of Attacus  
atlas pupae and adult American cockroaches (Periplaneta americana). From the released 
amount of SF6 the tracheal volume of these insects could be determined. The calculated 
tracheal volume of the Attacus atlas pupae of (183 ±  56) f l / g  is in good agreement with 
values obtained by other techniques. In addition, the respiration pattern  of the insect could 
be resolved in detail due to the fast time response of the laser based detector. The high 
sensitivity of the detector (5 parts per 1012) opens new possibilities to study respiration 
behaviour even in the smallest insect species.
S.T. Persijn1, M itrayana2, F.J.M . H arren1
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6.1 Introduction
In terrestrial insects exchange of gases takes place through a system of internal gas filled 
tubes, the tracheal system, tha t connect to the atmosphere by valves known as spiracles. 
These la tter can accurately control the exchange between the gas in the tracheal system and 
the outside air [5]. In contrast to vertebrates, the blood (haemolymph) has no im portant 
role in O2 transport and storage; O2 is directly carried to its site of utilisation by diffusion 
through the gas tubes [16]. More than  80 years ago, the functional characteristics of the 
tracheal system were already described by Krogh [7]. However, up to now, only a limited 
number of investigations have focussed on the to tal volume of this system. Techniques 
applied to determine the tracheal volume include vacuum extraction [18], mechanical 
compression [3] and stereological analysis [17]; each of these techniques is intrusive and, 
in addition, a stereological analysis is very time consuming.
Rauch and Hetz describe a number of non-intrusive techniques to determine the tracheal 
volume tha t are lacking such drawbacks [14, 6]. Another, elegant technique based on inert 
gas wash-out was developed by Bridges and co-workers [2] who placed pupae of the Giant 
silkworm m oth Hyalophora cecropia in a vessel th a t was continuously flushed with a 20% 
O2-80% N2 mixture. At the onset of the constriction period the mixture was replaced by 
pure argon. The wash-out of N2 during the subsequent burst was recorded with a mass 
spectrometer. The tracheal volume was derived from the amount of N2 emerging from 
the animal. Measurements were repeated with N2 replacing a 20% O2-80% argon mixture 
to account for the inert gas solubility in the body fluids. In a similar, slightly simplified, 
approach we use biologically inert gas sulphur hexafluoride (SF6), a gas th a t is widely 
used as tracer both in liquid and gas phase [15, 9]. SF6 can be detected at extreme 
sensitivity level and high time resolution using a CO2 laser based trace gas detector [4]. 
It is im portant to note th a t in contrast to Bridges et al., we also obtain the respiration 
pattern  of the insect. The high sensitivity of the detector opens new ways to study the 
respiration in very small insects.
Release of SF6 was monitored from Attacus atlas pupae and adult American cockroaches 
(Periplaneta americana) exposed to a SF6 environment for several hours. SF6 was detected 
by means of a laser based detector, while CO2 was recorded using an infrared gas analyser. 
In addition, length changes of the abdomen of Attacus atlas were recorded with an infrared- 
reflection sensor in order to obtain a more complete picture of the insects’ respiration.
6.2 M aterials and m ethods
Insects were placed in a glass bottle (0.32 l) filled with air and SF6 was injected in the bottle 
with a syringe to obtain a concentration of 0.63% SF6. The insects were kept in the closed 
bottle for a period of 24 h (Attacus atlas) and 3 h (Periplaneta americana). The length 
of this period was chosen on a basis of the duration of the respiration cycle of the insect, 
which is typically 1.5 and 0.2 hours, respectively. As the insect is respiring O2 is consumed 
and CO2 is produced; keeping the insect too long in the closed bottle can influence the 
insects’ respiration. For Attacus atlas, the O2 level in the bottle decreases from 21.0 to 
19.2%, while CO2 concentration increases from 350 ppm to 1.3% at the end of the 24 h
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2 mm
F ig u re  6.1: Schematic overview o f the experimental set-up. The insect is accomodated 
within a 23 ml sampling cuvette or in a 50 ml cuvette in a case when length changes were 
also recorded. A  dry air flow (10 l/h ) is scrubbed from CO2 and passed over the insect. 
After the sampling cuvette the flow is split into two; 5 l/h  to the CO2 analyzer and 5 l/h  
to the PA detector. Before the SF6 detector an additional CO2 scrubber is placed since 
CO2 interferes with the SF6 recording. A  single flow controller behinds the CO2 analyzer 
can maintain these flow rates equal since the flow resistance o f the PA cell is higher than 
o f the CO2 analyzer. Length changes were measured with an infrared-reflection sensor 
placed 2 mm from the insects’ abdomen. A  small reflecting foil was glued at the end of 
the abdomen to obtain a higher reflection signal.
SF6 loading period (assuming an average CO2 release rate of 7.2 ^m ol/h  and a respiration 
coefficient (RQ) of 0.7, i.e., for every molecule of O2 consumed 0.7 molecule of CO2 is 
produced). Note th a t the increase in CO2 can be prevented by using a CO2 scrubber. 
The chosen concentration of 0.63% SF6 was a comprimise; a too high concentration would 
lead to an overload of the detector and reduce the O2 level in the bottle, while a too low 
concentration would only give a clear view of the respiration pattern  for a limited period. 
After the SF6 loading procedure insects were transferred to the sampling cuvette and the 
measurement was started.
Figure 6.1 shows a schematic overview of the experimental set-up. Dry and CO2 free 
air was flushed over the insects at a flow rate of 10 l/h  using two flow controllers (Brooks, 
Veenendaal, the Netherlands). After passing the sampling cuvette the flow was split in 
two directions; 5 l /h  was diverted to an infrared CO2 analyzer (URAS 10E, H artm ann & 
Braun, Frankfurt am Main, Germany) and the rest to the laser based SF6 detector.
To detect SF6 we make use of the spectral overlap of the v3 stretching vibration of this 
molecule and em itted laser lines of the detector. The strongest absorption is th a t on the 
10P16 laser line (947.74 cm-1) where the SF6 absorption coefficient is 6.5-102 a tm -1  cm-1
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[11,4]. A CO2 laser based detector operating at this laser line can detect SF6 concentrations 
down to 5 ppt (1 ppt =  1 part per 1012) [4]. Both CO2 analyzer and SF6 detector were 
calibrated by injecting a series of known amounts of CO2 and SF6, respectively.
Length changes of Attacus atlas pupae could be monitored with a modified version of 
the infrared-reflection sensor developed by Hetz (see detail in Figure 6.1) [6]. A small 
reflecting foil was glued to the end of the abdomen. At 2 mm distance from the foil the 
sensor was placed. It consists of an infrared LED and a photo transistor tha t records the 
light reflected by the foil. The system was calibrated using a micrometer; length changes 
down to 0.5 ¡im  could be resolved. The signal from the SF6 detector, infrared-reflection 
sensor and CO2 analyzer were fed into a computer and sampled at a second time scale. A 
fast Fourier transform  filter was applied to the signal from the reflection sensor to remove 
high frequency components th a t were caused by electrical interference. All experiments 
were performed at room tem perature (21 °C).
Experiments were performed on pupae from the m oth Attacus atlas and on adult Amer­
ican cockroaches Periplaneta americana. In terms of the overall wing size the m oth Attacus  
atlas (Saturniidae) is the largest m oth in the world. The pupae under study are typical­
ly 4 cm long and have a weight of 5 g. The American cockroach Periplaneta americana  
(Blattidae) has spread throughout the world by commerce. Adult insects weigh about 1 g 
and are about 4 cm long.
6.3 R esu lts
6.3.1 C O 2 em issio n  a n d  a b d o m in a l le n g th
Time (hours)
F ig u re  6.2: CO2 emisssion and relative abdomen length o f Attacus atlas (length 41 mm, 
weight 4.49 g). The three phases o f the respiration cycle; constriction (C), Buttering (F), 
and burst (B) can be distinguished in both plots. The length o f the constriction period 
(0.288 ±  0.036 h, n=14) is 20 % of the total respiration cyclus (1.43 ±  0.30 h).
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Figure 6.2 shows a plot of the CO2 emission and abdominal length obtained from an 
Attacus atlas pupa. From these data one observes th a t the pupa is respiring regularly with 
a period of 1.43 ±  0.30 h, an average CO2 emission of 7.2 Amol/h and the constriction 
period lasts 17 minutes (n=14). Assuming a respiration coefficient (RQ) of 0.7, this implies 
th a t during the constriction period 50 ¡A CO2 is produced while 70 ¡A O2 is being consumed, 
hence a net decrease of 20 a1 gas. In combination with the higher solubility of CO2 (as 
compared to O2) in haemolymph and tissue this results in an underpressure inside the 
insect during the constriction period [16, 19]. The length change associated with the 
underpressure depends on the elasticity of the abdomen, i.e., a higher stiffness corresponds 
to smaller length changes and a higher under pressure [6].
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F ig u re  6.3: CO2 release (M) and relative abdominal length (-) in an expanded view 
o f the flutter period in Figure 6.2. During short periods no CO2 is released and the 
abdominal length decreases. Note that the recorded CO2 emission shows less detail than 
the abdominal length data due to an averaging out by insect and measuring cuvette.
Figure 6.3 presents an expanded view of the flutter period in Figure 6.2. The correlation 
between CO2 emission and the abdomen length is similar to th a t observed during burst 
and constriction period; at the onset of a period of higher CO2 release the length of the 
abdomen increases but in the subsequent period the length is rather constant; while if no 
CO2 is released the length of the abdomen decreases. However, since such mini-constriction 
periods are very short (less than  3 minutes) the associated length changes are also small 
(less than  30 Am).
6.3 .2  S F 6 w a sh o u t fro m  in sec ts ; in s ig h t in tra c h e a l  v o lu m e  a n d  re s p ira tio n  
p a t te r n
A good degree of correspondence between patterns of CO2 and SF6 release from Attacus  
atlas pupa is observed (see Figure 6.4).
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F ig u re  6.4: CO2 and SF6 release o f Attacus atlas (3.90 g) loaded with SF6. A fter 
subtracting the background signal (mainly due to absorption of laser light by the windows 
o f the SF6 detection cell) from the SF6 signal a total amount o f 0.112 ¡imol SF6 is released, 
yielding a tracheal volume o f 112 i l /g .  The inset depicts the burst around 2.7 hours 
enlarged, showing the different shapes o f the SF6 (o) and CO2 (-) release curve.
The contour of releases during the burst period is different (see inset); due to a decrease 
of the SF6 concentration in the tracheal system the SF6 release decreases fastly while in 
contrast, the CO2 level in the tracheal system and hence the CO2 release decrease more 
slowly as CO2 dissolved in the haemolymph evaporates. The release of SF6 is integrated to 
obtain the to tal amount of SF6 released (0.112 fm ol). From this, one calculates the tracheal 
volume of the insect to be 112 f l /g . Calculated volumes for various pupae range from 112 
to 254 f l / g  (n=3). Figure 6.5 presents the integrated SF6 production from Figure 6.4.
During the first flutter period the integrated SF6 release increases linearly with time. A 
linear fit of this period yields A =  (-1.87±0.11)-10_4fm ol, B =  (5.615±0.004)-10_2fm o l/h , 
(R=0.9995, n=1753, P<0.0001). Fluctuations around the linear fit are due to micro­
constrictions and openings. Since the SF6 release is constant and the internal SF6 con­
centration decreases with time this implies th a t the average time the spiracles are open 
increases. During the first burst 66% of all released SF6 is emitted.
Figure 6.6 presents the SF6 release of another pupa. At t= 0  h the insect was transferred 
from the bottle containing SF6 to the measuring cuvette. The SF6 released each respiration 
cycle decreases rapidly, but still up to 10 hours after loading the insect with SF6, an 
elevated SF6 emission is observed during burst periods. This indicates th a t SF6 remains in 
the insect for a prolonged period. Some insight in the refreshment of the tracheal system 
can be gained from these data.
Figure 6.7 shows the CO2 and SF6 release of an adult Periplaneta americana. Note 
th a t the respiration cycle of Periplaneta americana lasts much shorter than  th a t of Attacus  
atlas. Again a good agreement between values of CO2 and SF6 release is observed. The
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F ig u re  6.5: Integrated SF6 release from Figure 6.4. During the first flutter period SF6 
is released at a constant rate as the total amount of SF6 released increases linearly with 
time (see inset). Note that only 10% o f all data points are shown for clarity.
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F ig u re  6.6: CO2 and SF6 release by Attacus atlas which was loaded with SF6 until t=  
0 hours. The inset shows in detail part o f the flutter period around 3.3 hours.
amount of SF6 released is lower than  for Attacus atlas pupae due to a lower weight and 
tracheal volume.
6.4 D iscussion
Calculated values of the tracheal volume of Attacus atlas pupae range from 112-254 f l / g  
(n=3). This range of values is similar as observed elsewhere using different techniques
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F ig u re  6.7: CO2 and SF6 release by Periplaneta americana (weight 0.832 g). This insect 
is breathing at a much higher frequency than Attacus atlas. The calculated tracheal 
volume is 28.2 n l/g . Note that the respiration pattern is not very regular as the insect is 
still stressed from being transferred.
[6]. As compared to other techniques like vacuum extraction, mechanical compression, and 
stereological analysis, the here presented m ethod has the advantage th a t it is non-intrusive 
[18, 3, 17].
To calculate the tracheal volume of the insects it was assumed th a t all released SF6 was 
stored in the tracheal system, however, a part of the SF6 can also be stored in body fluids, 
tissues, cuticular lipids and the fat body of the insect. Fortunately, in most fluids and 
tissues the solubility of SF6 is low (e.g. a SF6 in H2O is 6.21-10-3 ml ml-1 a tm -1 , at 25 °C)
[10]. An exception is formed by oil where the solubility is more than  one order of magnitude 
higher [10]. To estimate the amount of SF6 th a t is not stored in the tracheal system but 
in other part of the insects’ body, a comparision can be made with the quantity of stored
O2. Snyder et al. assumed th a t the O2 capacity of haemolymph and tissue was only 5% 
of the O2 capacity of the tracheal system while Hetz found a value of about 20% [21, 6]. 
Oxygen has in general a higher solubility than  SF6, e.g., in pure H2O the solubility of O2 
is about five times higher [10]. The error introduced will therefore be small by assuming 
th a t no SF6 is stored in haemolymph and tissues although some SF6 might be stored in 
the cuticular lipids and the fat body of the insect. Earlier, other inert gases (like argon) 
have been used to determine the tracheal volume; these have however a higher solubility 
and hence more gas is dissolved in the tissue and body fluids [2]. Bridges et al. used inert 
gases with high and low solubility to correct for the amount of inert gas dissolved in the 
tissue [2].
Secondly, both inserting the insect in the cuvette and SF6 sticking to the cuticle may 
yield spurious signals. However, this transient disturbance is neglegible for Attacus atlas 
due to the long respiration cyclus (typically a few hours), and the low adsorption strength
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of the non-polar SF6 molecule to most materials (the amount of SF6 sticking to the insects’ 
cuticle can be found using a dead animal) [6]. Ideally, the insect should be transferred 
during the constriction period from loading to sampling cuvette, but transfer during the 
fluttering period introduces only a small error (<1%). Even for Periplaneta americana  
with its much shorter respiration cycle (typically 20 minutes) a relatively small error is 
introduced.
Recordings of the abdominal length in Attacus atlas are similar to the results from Hetz 
and Slama [6, 20]. Slama could convert the abdominal contractions to internal volume 
changes by placing the pupa under water and then calibrate his system [19]. As already 
noted by Hetz the abdominal length recordings are subject to various error sources, e.g., 
due to an abdominal movement the reflection foil can no longer be parrallel to the sensor 
giving a lower reflection signal [6].
The O2 uptake, and hence the to tal gas exchange, in many organisms is proportional 
to their mass (M O2 <x mass0'75-0'8) [12]. Recording the respiration pattern  of small in­
sects requires therefore extremely sensitive gas detectors [1, 23]. Monitoring H2O vapour 
release or O2 uptake by small insects is especially problematic due to the high background 
concentration of these gases. The gas detector must therefore not only be very sensitive 
but also have a high accuracy. Using a micro-respirographic m ethod allows one to monitor 
the O2 uptake and CO2 production of small insects but monitoring the release of various 
individual gases is difficult (the la tte r is in contrast to flow-through respirometry) [20]. 
Measuring the CO2 release from small insects is relatively simple as the CO2 concentration 
in the in flowing air to the insect can be efficiently reduced using a chemical scrubber (like 
KOH). The CO2 resolution th a t can be obtained nowadays is stated to be 1 ppb making 
such currently available detectors sensitive enough to determine the respiration pattern  of 
small insects like Drosophilla (weight typically 1 mg) [22]. However, no detailed informa­
tion is obtained on the fluttering and constriction phase [23]. A possible solution to this 
problem is the use of more sensitive detectors and especially for CO2 this seems feasible 
(CO2 possesses a very strong infrared absorption around 2349 cm-1). A sub ppb detection 
limit is anticipated when using a background free detection m ethod like photoacoustics in 
combination with a suitable light source (e.g. OPO or quantum  cascade laser [8, 13]).
Until such detectors are readily available the here presented SF6 loading technique is a 
good alternative to study the respiration of very small insects. The SF6 loading experiments 
show that, in addition to an estimate of the tracheal volume, the respiration pattern  of the 
insect can be obtained; the la tte r information was not presented in the work of Bridges et 
al. [2]. If the insect is loaded with a higher SF6 concentration (e.g. a 21% O2-79% SF6 
mixture and using a reduced flow rate of 1 l/h , determ ination of respiration patterns for 
sub-^g insects appears feasible (assuming a tracheal volume of 100 ^ l/g , a typical value 
for many insects). Such performance is several orders of magnitude better than  what 
obtainable by existing detectors.
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S u m m a ry
In this thesis the photoacoustic technique has been applied to study trace gas emissions by 
fruit and insects. For this purpose a photoacoustic spectrometer was developed th a t can 
detect a wide range of trace gases at high sensitivity.
In chapter 1 the relevance of sensitive trace gas detection is discussed. A number of 
examples make clear th a t the range of applications is enormous, ranging from fruit storage 
to health care. Furthermore, an introduction to the photoacoustic technique is given.
In chapter 2 the experimental setup is described and absorption coefficients of some 
biological interesting trace gases were determined. H2O and CO2 absorption coefficients are 
compared with data from H itran database and showed in general a rather good agreement. 
The obtained absorption coefficients are used in a multicomponent analysis of trace gas 
emission by Conference pears under anaerobic conditions. The use of a newly designed 
three-level cold trap  reduced interference by H2O vapour and other compounds. Due to an 
improved determ ination of absorption coefficients, less laser lines had to be included in the 
multi-component analysis giving a better time response as compared to previous studies.
Chapter 3 presents a novel photoacoustic detector, th a t is based on a newly designed 
CO laser. This laser can operate on about 400 laser lines in the A v=1 and A v= 2  mode 
(5.1-8.0 and 2.8-4.1 ¡im, respectively) . The spectrometer is equipped with three intracav­
ity photoacoustic cells, i.e., four additional Brewster windows. Although this introduces 
additional losses in the laser cavity, a proper operation in the A v= 2  mode with its low gain 
is still possible. Fast and simple switching between the two operation modes is achieved 
using a newly designed grating holder. A number of applications is given showing the 
versatility of this detector.
In chapter 4 trace gas emission by avocado fruit is studied during anaerobic and post- 
anaerobic conditions. Release of ethanol and acetaldehyde under anaerobic conditions 
followed a pattern  th a t is similar to tha t of many other fruits. Returning the fruit to aerobic 
conditions yielded an unprecedentedly high upsurge in acetaldehyde. A similar response 
in acetaldehyde is observed when initial conditions are hypoxic instead of anaerobic.
Chapter 5 deals with H2O loss recordings of tiny insects called thrips (50 fig), the 
smallest of all flying insects. Thrips are a serious pest in many countries all over the world. 
We were able to record the H2O loss of a single individual. Interestingly, they could stand 
arid conditions for very prolonged periods. As a potential insecticide, we tested the effect 
of elevated CO2 levels. Only very high CO2 levels (34 %) showed a clear effect on the 
m ortality of these insects.
Chapter 6 presents a novel SF6 wash-out technique to estimate the tracheal volume of 
insects using a CO2 laser based photoacoustic spectrometer. The tracheal volume was de­
termined of pupae from the m oth Attacus atlas and of the American cockroach Periplaneta 
americana. In addition, the respiration pattern  of the insects was resolved in detail from 
both CO2 and SF6 release. The high sensitivity of the spectrometer for SF6 detector (5 
ppt) opens new ways to study respiration in even the smallest insect species.
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Sam envatting
Fotoakoestische sporegas d etectie  aan fruit en insekten  m et 
behulp van m id-infrarood laserlicht
Al sinds de oudheid probeert de mens de houdbaarheid van bederfelijke produkten zoals 
fruit en groente te verbeteren. Veel van de traditionele bewaarmethoden zijn gebaseerd 
op een verandering van de gas atmosfeer rond het produkt. Een voorbeeld hiervan uit het 
oude China is het transport van fruit in gesloten potten  waaraan verse bladeren en gras 
is toegevoegd. Hierdoor werd een atmosfeer gegenereerd met een lage O2 en hoge CO2 
concentratie en rijpening van het fruit werd afgeremd. De ademhaling van insekten lijkt 
op het eerste gezicht m aar weinig raakvlakken met fruitbewaring te hebben. Echter bij een 
nadere bestudering blijken er verassend veel overeenkomsten te zijn:
•  Intern gas transport vindt in beide gevallen voornamelijk plaats via luchtkanalen.
•  Kleppen vormen de overgang tussen luchtkanalen en atmosfeer; in geval van fruit 
worden deze kleppen stom ata genoemd en bij insekten stigma. Het aantal kleppen 
verschilt wel behoorlijk, zo hebben kakkerlakken 20 kleppen (10 paar) terwijl een 
avocado er m aar liefst 25.000 heeft.
•  In zowel fruit als insekten kunnen zich anaerobe processen voordoen; in fruit bewaard 
onder lage O2 condities leidt dit onder andere to t de vorming van ethanol (alcohol) 
en aceetaldehyde terwijl in de het darmstelsel van insekten er anaerobe condities 
heersen waar bacterieen m ethaan, methanol en ethanol vormen.
Voor zowel insekten als fruit blijkt fotoakoestiek een uitstekende methode om de gasuit- 
wisseling van het sample met de atmosfeer te onderzoeken. In dit proefschrift wordt de 
detectie van een groot aantal gassen beschreven: CO2, CH4, C2H4, C2H6, C2H5OH, C2H4O, 
H2O, NO en SF6. In de fotoakoestische detectoren zijn de krachtige CO-laser (5.1-8.0 en 
2.8-4.1 ^m ) en CO2-laser (9-11 ^m ) als lichtbron gebruikt. Het hoge vermogen van deze 
lichtbronnen in combinatie met de gebruikte golflengtes zorgen voor een uiterst gevoelige 
detectie van sporegassen, met typische detectie limieten van 1 ppb.
In hoofdstuk 2 zijn fotoakoestische spectra gemeten van een aantal biologisch zeer 
interessante gassen. De hieruit bepaalde absorptie coefficienten komen vrij goed overeen 
met literatuurwaarden. De absorptie coefficienten zijn gebruikt in een multi-component 
analyse van gasuitstoot van Conference peren onder anaerobe omstandigheden. De ethanol 
emissie van de vrucht blijkt linear te stijgen als functie van de tijd terwijl aceetaldehyde 
na ongeveer tien uur een plateau bereikt. Voor een betrouwbare bepaling van de sporegas 
concentraties is het belangrijk dat de concentratie van interferende gassen zoals water laag
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is. Door middel van een koude val wordt de concentratie van interferende componenten 
verlaagd. Complementair hieraan zijn de vele soorten chemische scrubbers die doorgaans 
bedoeld zijn om een specifiek gas te verwijderen. Echter veel scrubbers blijken niet selectief 
en daarom is het gedrag van een aantal scrubbers bestudeerd, daarbij is voornamelijk 
gekeken naar het effect van de scrubbers op ethanol.
In hoofdstuk 3 wordt een fotoakoestische spectrometer gepresenteerd die is gebaseerd 
op een nieuw ontworpen CO-laser. Deze laser kan op ongeveer 400 laserlijnen werken in de 
A v=1 en A v=2 mode (5.1-8.0 en 2.8-4.1 im , respektieveljk). Door het grote golflengte- 
bereik van deze laser kan een enorm aantal gassen met hoge gevoeligheid gedetecteerd 
worden. Een aantal toepassingen laat de grote veelzijdigheid van deze spectrometer zien.
In hoofdstuk 4 wordt de gas emissie van avocado’s onder lage en veranderende zuurstof 
concentraties onderzocht. Het fermentatiegedrag van avocado’s blijkt vergelijkbaar met 
dat van veel andere vruchten (onder andere peren, zie hoofdstuk 2). Avocado’s produceren 
heel weinig aceetaldehyde, echter na omschakelen van anaerobe naar aerobe condities volgt 
er een snelle en ongekend hoge aceetaldehyde uitstoot. Als de vrucht wordt bewaard 
onder een lage zuurstofconcentratie waarna deze wordt verhoogd, blijkt een gelijksoortige 
verhoging in aceetaldehyde uitstoot op te treden. Hieruit kan inzicht worden gekregen in 
de interne zuurstofverdeling.
In hoofdstuk 5 wordt de wateruitstoot gemeten van trips, dit zijn heel kleine insekten. 
De kleinste insekten waar to t nu toe de wateruitstoot van is gemeten, is de fruitvlieg die 
20 keer zwaarder is dan de 50 i g  wegende trips. Het meten van de w ateruitstoot piekjes, 
die typisch 1 nmol groot zijn, vereist extreem droge omstandigheden. Omdat trips voor de 
landbouw erg schadelijk zijn, worden ze bestreden en tevens geldt bij export van gewassen 
naar bepaalde landen dat trips aanwezig op de gewassen gedood dienen te worden. We 
hebben de invloed van hoge CO2 concentraties onderzocht op de m ortaliteit van trips, 
en verrassend genoeg hadden concentraties van 16% geen effect onder de aangebrachte 
omstandigheden (0% RV). Echter bij verhoging van de CO2 concentratie to t 34% waren de 
insekten binnen 2.5 uur dood.
In hoofdstuk 6 wordt van Attacus atlas poppen en de Amerikaanse kakkerlak Periplane­
ta americana het volume van de tracheeen bepaald met behulp van een nieuwe SF6 uitwas 
techniek. De gevonden tracheeen volumes blijken goed overeen te komen met waarden 
bepaald via andere technieken. Deze techniek biedt ook de mogelijkheid om de ademhal­
ing van heel kleine insekten te bestuderen. Tevens zijn lengteveranderingen van Attacus  
atlas poppen gemeten met een infrarode reflektiesensor. Deze uiterst gevoelige sensor kan 
lengteveranderingen op sub-im  schaal meten. Indien het insekt de stigma gesloten houdt, 
en er dus geen gasuitstoot door de stigma is, wordt het insekt korter doordat zich een 
onderdruk in de tracheeen ontwikkelt.
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